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ABSTRACT
The hydromechanical behavior of soil is governed by parameters that include the
moisture content, soil matric potential, texture, and the mineralogical composition of the soil.
Remote characterization of these and other key properties of the soil offers advantages over
conventional in situ or laboratory-based measurements: information may be acquired rapidly
over large, or inaccessible areas; samples do not need to be collected; and the measurements are
non-destructive. A field-deployable, ground-based remote sensor, designated the Soil
Observation Laser Absorption Spectrometer (SOLAS), was developed to infer parameters of
bare soils and other natural surfaces over intermediate (100 m) and long (1,000 m) ranges.
The SOLAS methodology combines hyperspectral remote sensing with differential
absorption and laser ranging measurements. A transmitter propagates coherent, near-infrared
light at on-line (823.20 nm) and off-line (847.00 nm) wavelengths. Backscattered light is
received through a 203-mm diameter telescope aperture and is divided into two channels to
enable simultaneous measurements of spectral reflectance, differential absorption, and range to
the target. The spectral reflectance is measured on 2151 continuous bands that range from
visible (380 nm) to shortwave infrared (2500 nm) wavelengths. A pair of photodetectors receive
the laser backscatter in the 820–850 nm range. Atmospheric water vapor is inferred using a
differential absorption technique in conjunction with an avalanche photodetector, while range to
the target is based on a frequency-modulated, self-chirped, homodyne detection scheme.
The design, fabrication, and testing of the SOLAS is described herein. The receiver was
optimized for the desired backscatter measurements and assessed through a series of trials that
were conducted in both indoor and outdoor settings. Spectral reflectance measurements
collected at proximal range compared well with measurements collected at intermediate ranges,

demonstrating the utility of the receiver. Additionally, the noise characteristics of the spectral
measurements were determined across the full range of the detected wavelengths. Continued
development of the SOLAS instrument will enable range-resolved and water vapor-corrected
reflectance measurements over longer ranges. Anticipated applications for the SOLAS
technology include rapid monitoring of earth construction projects, geohazard assessment, or
ground-thruthing for current and future satellite-based multi- and hyperspectral data.
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CHAPTER 1: INTRODUCTION
1.1. Chapter Overview
The development of a field-deployable lidar instrument for topographic hyperspectral
measurements is described in this document. The instrument, designated the Soil Observation
Laser Absorption Spectrometer (SOLAS), was designed to provide range-resolved and
atmosphere-corrected hyperspectral analysis of bare soil surfaces and other targets at ranges of
up to 1 km from the instrument. This document provides a detailed description of the
development, fabrication, and testing of the instrument. An overview of the work that is
described in this document is contained in Section 1.2. The need for the research is discussed in
Section 1.3. A summary of the document in its entirety is provided in Section 1.4.
1.2. Description of the Work
The SOLAS instrument, that is described in this document, was designed to collect
topographic, hyperspectral reflectance measurements that are used to infer unsaturated soil
properties. The SOLAS is comprised of 1) an active transmitter (depicted in Figure 1.1) that
propagates alternating laser wavelengths, and 2) a receiver that collects target backscatter. The
transmitted energy is used to measure water vapor along the target-receiver path using a
differential absorption technique, while simultaneously detecting the range to the target. In
addition to collecting the backscatter from the transmitted lasers, the receiver measures
continuous, high-resolution reflectance from the target using a hyperspectral sensor. The water
vapor measurements are used to correct long-range spectral reflectance data. An overview of the
SOLAS data acquisition and processing chain is included as Figure 1.2.
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Figure 1.1. Plan view of the internal components of the SOLAS transmitter box.

DIAL Equation

Figure 1.2. Overview of the SOLAS data acquisition and processing chain (modified from
Salazar et al. 2019).
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The theory behind the SOLAS was introduced and each of the instrument systems
(transmitter, receiver, data acquisition) was designed and fabricated, as described in Salazar et al.
(2019), presented as Chapter 3 in this document. The multi-channel optical receiver system was
discussed in more detail in Salazar and Coffman (2019a), presented as Chapter 4 in this
document. Hyperspectral reflectance measurements, acquired at intermediate ranges with the
SOLAS receiver, were demonstrated in Salazar and Coffman (2019b), presented as Chapter 5 in
this document.
1.3. Motivation
The motivation for the work is presented in this section. The limitations of current
techniques of obtaining soil properties are described in Section 1.3.1. The significance of the
work for the geotechnical engineering field is discussed in Section 1.3.2.
1.3.1. Limitations of Current Techniques
Conventional methods of obtaining properties of soils involve in situ testing using
individually calibrated instruments installed into the ground, or more commonly, laboratory
testing on samples recovered from the field. While these methods are essential to almost any site
investigation, the data are 1) expensive to gather, 2) time-consuming to evaluate, and 3) spatially
limited. Unconventional site characterization techniques, using non-destructive methods like
geophysics and remote sensing, are already well established in the geosciences and other related
disciplines. While geophysical methods are routinely performed as part of geotechnical site
investigations, remotely sensed data, other than photography, are rarely utilized.
Remote sensing techniques are well suited for observation of vegetated and nonvegetated surfaces over vast, hazardous, or otherwise inaccessible areas. However, existing
practices of collecting remotely sensed data are still limited. For example, data collected from
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optical sensors aboard airborne and spaceborne platforms (i.e. multispectral imagery), suffer
from low spatial, temporal, and radiometric resolution, while data collected proximally (i.e.
hyperspectral measurements) are range limited, requiring personnel to spend a long time in the
field collecting data. Continuous, high spectral resolution sensors have yet to overcome payload
limitations aboard remotely piloted aircraft systems (RPAS) and manned aircraft missions are
cost-prohibitive and require telemetry corrections. To address the need to collect highresolution, timely, and site-specific soils information, the SOLAS was developed. The SOLAS
was designed to facilitate measurements at the field scale, while keeping deployment feasibility
and cost in mind.
1.3.2. Significance for Geotechnical Engineering
The majority of near-surface (i.e. above the water table) soil mechanics are governed by
soils that are in an unsaturated (partially saturated) condition. Unsaturated soil behavior (e.g.
shear strength, permeability) is controlled by parameters of the soil including volumetric water
content, soil matric potential (suction), and clay mineralogy. The geotechnical engineering
community has recognized the importance of unsaturated soil behavior and therefore efforts to
account for and to model unsaturated soil behavior are becoming increasingly prevalent in
engineering design.
The ability to infer and quantify saturated and unsaturated soil properties using a remote
sensor has the potential to improve the current state of the practice of data collection. With the
SOLAS technology, data may be collected from afar and on-demand from a single vantage point,
all of which improve site accessibility and collection efficiency. Despite the initial buy-in costs,
savings may be realized over time through the low cost-per-area application of the remote
sensing technique. The disadvantage of collecting these measurements remotely is the limitation
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on penetration depth. Like most other remote sensing techniques, measurements are acquired
from reflected energy from the surface of the soil; values beneath the surface must be estimated
through correlation to the surface measurement.
The envisioned applications for the SOLAS technology, within the realm of geotechnical
engineering, include monitoring of soils on unstable slopes (e.g. shallow debris flows), and in
large earth construction projects (e.g. mine faces and tailings dams). While some fields of
engineering have started to incorporate remote sensing techniques to gather data, these
techniques are an underutilized tool. Geotechnical and geological engineering fields stand to
benefit from recent advances in remote sensing technologies like the SOLAS.
1.3.3. Broader Applications
The applications for the SOLAS remote sensor extend beyond the immediate scope of
geotechnical engineering. The technology may ultimately be used to rapidly characterize soils,
rocks, minerals or vegetation for diverse applications. Examples include agricultural science,
economic geology, and ecologic research. The technology could also be used to ground truth
future satellite-based multi- and hyperspectral datasets.
The SOLAS instrument was designed and assembled utilizing almost entirely
commercial-off-the-shelf (COTS) parts. Although this drove up the total cost of the instrument,
it eliminated the need for in-house, custom part fabrication. The use of COTS parts is an
attractive attribute of the instrument because the same parts are available for future prototype
iterations that wish to adapt the design of the instrument.
1.4. Document Overview
This document is comprised of six chapters. The motivation for the work and an
overview of the document were provided in this chapter (Chapter 1). Background information
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for the various topics encompassed within the work is provided in Chapter 2. Three consecutive,
archival journal publications, presented in the order in which the manuscripts were conceived
and prepared for publication, are included as Chapters 3, 4, and 5. Specifically, the concept of
the SOLAS is introduced and the development of the instrument are outlined in Chapter 3. A
more detailed description and first tests of the SOLAS receiver are presented in Chapter 4.
Laboratory and field testing methods and results, used to validate the effectiveness of the
hyperspectral receiving portion of the SOLAS, are described in Chapter 5. Concluding remarks
regarding the work are presented in Chapter 6. A comprehensive list of works cited in this
document is provided in Chapter 7. Finally, miscellaneous component design and testing are
presented in Appendix A, while additional sensitivity testing results and noise characterization
are included in Appendix B.
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CHAPTER 2: BACKGROUND
2.1. Chapter Overview
An overview of the topics related to the development of the SOLAS instrument is
provided in this chapter. The motivation for the work is outlined in Section 2.2. The literature
was reviewed for optical remote sensing techniques that have been used to infer soil properties in
Section 2.3. The concepts behind various electronic components that utilized in this work are
described in Section 2.4.
2.2. Motivation
As early as 1960, Bishop et al. (1960) described the importance of understanding
unsaturated soil properties for determination of the shear strength of soils. The understanding of
unsaturated soil properties continues to receive scrutiny today. Soil water matric potential, also
described as negative pore water pressure, or soil suction, is of particular concern to geotechnical
engineers. This parameter often controls the effective stress within a soil deposit; thereby it
controls the behavior of the soil. Soil suction is of particular interest in the context of slope
stability. Slope failures have been attributed to the dissipation of near-surface suction within the
soil deposit and a corresponding reduction in shear strength (Brackley et al. 1971, Lumb 1975,
Fredlund 1981, Ho et al. 1982, Krahn et al. 1989, Blatz et al. 2004, Lu and Kaya 2014).
The unsaturated, near-surface slope failure mechanism, common to non-fire-affected
areas, is also frequently observed in the form of post-wildfire debris flows in wildfire-affected
areas. In the last decade, wildfires in the United States have burned an average of 26,080 km2 of
land (National Interagency Fire Center 2018). Many of these wildfires occur in mountainous
areas, such as in the Intermountain West and in southern California. Following various fire
events, denuded soil slopes are susceptible to debris flows, which may disrupt traffic, destroy
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homes, and threaten human life. Although these debris flow events have been difficult to
predict, probabilistic modeling techniques continue to improve the prediction capability (Gartner
et al. 2008, Cannon et al. 2010, Negri 2016, Kern et al. 2017). The understanding of unsaturated
soil properties, as associated with those predictive models, may be critical to the prediction of
post-wildfire debris flows.
To date, there is a lack of data for these soil types. Information about the soil is not
commonly collected. Rather, the soil properties are estimated based on existing regional
databases (e.g. the State Soil Geographic Survey [STATSGO] or the Soil Survey Geographic
Database [SSURGO]). The small amount of data that are available are typically too dispersed to
be useful for site-specific, predictive models, because the data were collected with low spatial or
low temporal resolution from airborne or spaceborne sensors, or from traditional in-situ
instrumentation. Moreover, the static nature of the data does not accurately capture the timevariability, due to environmental and hydrological factors.
For the aforementioned example of post-wildfire debris flows, satellite-based remote
sensing techniques are frequently used to establish the perimeter of a wildfire by assessing the
remaining vegetative cover, and to estimate the burn severity after containment. Remotely
sensed data, acquired from airborne and spaceborne sensors, often require ground truthing to
calibrate the data. However, the proximal ground-truthing methods are often spatially limited
and cannot cover large or inaccessible areas. Wildfire burn sites are well suited for the
application of remote sensing techniques, due to fire-induced loss of vegetation. Therefore, there
is a need to collect site-specific soils data using high spatial, temporal, and spectral-resolution
remote sensing techniques.

9

2.3. Optical Remote Sensing of Soils
Various remote and proximal sensing techniques using wavelengths in the infrared range
of the electromagnetic (EM) spectrum (presented in Figure 2.1), including the visible nearinfared (VNIR), shortwave infrared (SWIR), mid-wave-infrared (MWIR), and long-wave
infrared (LWIR) bands, as well as wavelengths in the microwave portion of the EM spectrum
have been used to obtain soils information (Wulf et al. 2015). The information contained in the
following sections is focused on multispectral and hyperspectral techniques in the VNIR and
SWIR wavelength ranges.

Figure 2.1. Wavelengths in the electromagnetic spectrum that are used for optical remote
sensing techniques (Edmund Optics 2012).

2.3.1. Satellite-Based Optical Remote Sensing
Multispectral sensors aboard satellite platforms have been designed to collect radiometric
information in the VNIR and SWIR wavelength ranges (e.g. the ESA Copernicus and
USGS/NASA Landsat missions). The Copernicus Sentinel-2 constellation (Sentinel-2A was
launched in 2015 and Sentinel-2B was launched in 2017) utilizes multispectral imagers designed
for land monitoring. For example, Castaldi et al. (2019a, 2019b), used Sentinel-2 data to
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estimate soil organic carbon content in cropland topsoils. The Sentinel-2 and Sentinel-3
constellations have replaced the Medium Resolution Imaging Spectrometer (MERIS) sensor
aboard the ESA Envisat satellite.
There are advantages to collecting data from spaceborne platforms. Specifically, data are
routinely acquired over large areas without the need for specific requests. Moreover, historic
data are often available to study phenomena over long periods of time. However, there are also
many disadvantages. For example, optical imagery is highly susceptible to atmospheric
conditions (e.g. cloud cover) and data acquisitions are limited by the repeat pass interval.
Furthermore, the Earth’s atmospheric transmittance, presented as a function of wavelength in
Figure 2.2, limits the spectral regions in which useful information can be derived. The majority
of the scattering and absorption in the visible to near-infrared wavelengths is due to water vapor
(H2O) in the atmosphere, but also ozone (O3), oxygen (O2), and carbon dioxide (CO2) gases
(Clark 1999). There are numerous atmospheric transmittance and radiance models designed to
correct atmospheric effects. For instance, the Moderate Resolution Atmospheric Transmission
(MODTRAN) model (Berk et al. 2014, 2015) was developed through the collaboration of
Spectral Sciences, Inc. and the Air Force Research Laboratory (AFRL).
The spectral resolution of sensors aboard spaceborne platforms is relatively coarse (tens
of nm), while measurements are limited to discrete bands (e.g. Sentinel-2 uses 12 bands). The
high spectral-resolution (< 10 nm) of continuous (hundreds of bands), hyperspectral imaging
offers many advantages over multispectral imaging. Although several airborne missions (e.g.
EO-1 Hyperion, HyMap, HySpex, HyspIRI) have provided limited hyperspectral datasets, there
are currently no operational satellite-based hyperspectral missions. Despite the technical and
operational challenges of spaceborne hyperspectral imaging, keen interest by government
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agencies and research communities for a range of Earth science and applications remains
(HyspIRI 2018). Forthcoming missions, for example EnMAP (Guanter et al. 2015) and
PRISMA (Guarini et al. 2018), are scheduled to provide hyperspectral imaging from space.

Figure 2.2. Modeled transmittance of the Earth’s atmosphere, as a function of wavelength
(from Berk et al. 1989).

2.3.2. Ground-Based Reflectance Spectroscopy
Reflectance spectroscopy, using laboratory and field-based measurement techniques, is a
mature science. Spectroscopy measurements in the 380 nm to 2500 nm range are sensitive to
many physical and chemical material properties, such as moisture content, crystalline structure
and mineralogy, making it well suited to the study of rocks, minerals, and soils. The correlation
between reflectance and soil moisture was observed as early as Ångström (1925). However,
recent advances in compact and portable measurement techniques of solar irradiation reflectance
spectra have enabled estimation of the soil moisture content (SMC) in the laboratory setting
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(Bowers and Hanks 1965, Park 1980, Dalal and Henry 1986, Whalley et al. 1991, Bach and
Mauser 1994, Ben-Dor and Banin 1995, Chang et al. 2001, Hummel et al. 2001, Liu et al. 2002,
2003, Lobell and Asner 2002, Islam et al. 2003, Whiting et al. 2004, Mouazen et al. 2006,
Whiting 2009, Lesaignoux et al. 2013, Knadel et al. 2014, Nolet et al. 2014, Oltra-Carriό et al.
2015, Fabre et al. 2015, Sadeghi et al., 2015, Tian and Philpot 2015, Philpot and Tian 2016, Xu
et al. 2016, Garner 2017).
For instance, a useful indicator in the determination of the SMC of a wet soil is the
absorption band depth, because light in the SWIR range is heavily absorbed by water (Tian and
Philpot 2015). The band depth for a given absorption feature may be estimated from the vertical
distance from the reflectance spectra minima to a horizontal line between the shoulders of the
feature, as described by Lobell and Asner (2002) and Morris et al. (1982) and presented in
Equations 2.1 and 2.2.

𝑅𝑖𝑛𝑡 =

𝑅𝑙𝑒𝑓𝑡 −𝑅𝑟𝑖𝑔ℎ𝑡
𝜆𝑙𝑒𝑓𝑡 −𝜆𝑟𝑖𝑔ℎ𝑡

⋅ (𝜆𝑐𝑒𝑛𝑡𝑒𝑟 − 𝜆𝑙𝑒𝑓𝑡 ) + 𝑅𝑙𝑒𝑓𝑡

𝛥𝑅𝑐 = 𝑅𝑖𝑛𝑡 − 𝑅𝑐

Equation 2.1.
Equation 2.2.

In Equation 2.1., Rint is the interpolated reflectance, Rleft and Rright are the reflectance at the left
and right shoulders, respectively, λleft, λright, λcenter are the wavelengths at the left and right
shoulders, and the center of the absorption band, respectively. In Equation 2.2., Rc is the
reflectance at the band center.

The measurements in the aforementioned studies, were determined using laboratoryprepared and/or dilute soil specimens. Fewer studies have been conducted in the field setting
(Mouazen et al. 2007, Haubrock et al. 2008, Xu et al. 2016). Numerous other soil reflectance
correlations have been described in the literature, including grain size (Leu 1977, Chang et al.
2001, Shepherd and Walsh 2002, Cozzolino and Moron 2003, Curcio et al. 2013), clay content
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(Chang et al. 2001, Walvoort and McBratney 2001, Shepherd and Walsh 2002, Cozzolino and
Moron 2003, Islam et al. 2003, Knadel et al. 2013, Garner 2017), soil plasticity (Yitagesu et al.
2009, Waruru et al. 2014, Garner 2017) and matric potential (Garner 2017). Ben-Dor et al.
(2009) provided a comprehensive review of the soil properties that have been derived using
reflectance techniques.
Garner (2017) used a Diffuse Reflectance Infrared Fourier Transform (DRIFT) technique
in conjunction with conventional laboratory testing methods to derive an empirical relationship
between reflectance spectra and soil plasticity for illite and kaolinite soils and a synthetic fill
material (Donna Fill). The mineralogy of the tested soils is presented in Figure 2.3. The
properties for these soils were well documented through studies conducted at the University of
Arkansas and have also commonly been characterized in other studies of expansive soils (e.g.
Yitagesu et al. 2009).
Garner (2017) also developed a Laser Analysis of Soil Tension (LAST) technique to infer
the soil-water-characteristic-curve (SWCC) for dilute soil specimens that were prepared in a
pressure plate extractor (PPE). The LAST technique used two near-infrared laser diodes and
reflectance measurements collected with a high radiometric-resolution spectrometer (ASD
FieldSpec 4 Hi-Res; Malvern Panalytical, Longmont, Colorado, USA) to relate volumetric water
content (θv) and soil matric potential (ψm) empirically through the SWCC.
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(e)

(f)

Figure 2.3. Mineralogy of soils determined using (a) traditional index testing (chart
modified from Terzaghi et al. 1996) and scanning electron microscopy (SEM) for (b) Donna
Fill, (c) Illite, and (d) Kaolinite soils; Particle distribution of the soils as obtained by using
ASTM D422 (2007) (from Garner 2017).
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2.4. Concepts of Electronic Component Design
To understand the unique properties of the electronic components that are featured in this
work, the following sub-sections are dedicated to discussion of the general theory and principles
of each of the major components that are included in Chapter 3. Frequency-modulated
continuous-wave (FMCW) lidar theory is described in detail in Chapter 3 (Section 3.6.1.), while
differential absorption lidar (DIAL) theory is also explained in Chapter 3 (Section 3.6.2.).
2.4.1. Tuned Laser Source
Recent advances in laser diode technology have significantly improved applications that
demand high precision and tunable, single-frequency lasers, like high-resolution spectroscopy, or
lidar systems. A class of lasers, called external cavity diode lasers (ECDL) provide extremely
narrow linewidths (full-width at half-maximum [FWHM] of the optical spectrum). A schematic
of the internal components of a Littman-Metcalf ECDL is provided in Figure 2.4.

Figure 2.4. Tunable external cavity diode laser in the Littman-Metcalf configuration (New
Focus 2014).
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2.4.2. Fiber Optics
Optical fiber is commonly used to transmit information in the form of light signals that
are propagated along the length of the fiber. Fiber optic cables are manufactured with various
configurations, but common to all types of fiber optic cables are the core, surrounded by the
cladding, and the reinforcement (such as coatings, or jackets). Depending on the desired
application, the fiber material may be extruded from pure or doped silica, phosphate, fluoride, or
plastic materials. For near-infrared and infrared optical waveguide applications, such as laser
delivery, the core typically consists of pure fused silica, while the cladding is made of a glass
with a lower refractive index, causing light to propagate entirely within the core due to total
internal reflection.
Depending on the application, the fiber may be configured for single mode (SM)
propagation, where light is transferred only in the transverse mode, or multimode (MM)
propagation, which supports multiple propagation modes in step-index or graded-index (GRIN)
formats (Figure. 2.5). A special type of SM fiber, called polarization-maintaining (PM) fiber,
further limits the propagation of light to a single polarization using systematic birefringence.
This birefringence is commonly attained with asymmetric fiber geometry or refractive properties,
or by the inclusion of stress rods within the cladding surrounding the core (e.g. bow-tie or
Polarization-maintaining AND Absorption-reducing [PANDA] designs, as presented in Figure
2.4).
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Single Mode
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Figure 2.5. Typical cross-sections for single mode fiber, step-index and graded index
(GRIN) multimode fiber, and bow-tie and PANDA polarization-maintaining fiber
(modified from Thorlabs 2018).

While attenuation losses in fiber-based laser transmission are minimal over short
distances (even with some losses due to scattering, micro- and macro-bending, and mode
dispersion), efficiency is typically reduced in the termination at the ends of the fiber and in the
connectors. Focusing and collimating lenses are utilized to couple light into and out of the fiber,
respectively, where the launch conditions must be carefully considered (Figure 2.6). The
acceptance angle, α (Figure 2.7) the numerical aperture (NA), the number of modes, and the
mode field diameter (MFD), a measure of the distribution of the irradiance on the fiber end face,
are all important parameters to consider in fiber optic design. Given properties of the fiber, the
design parameters may be calculated using Equations 2.3 through 2.6 for typical step-index
fibers.
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Figure 2.6. Loss of power in fiber optics due to (a) micro-bending and (b) macro-bending,
and fiber optic coupling with (c) underfilled and (d) overfilled launch conditions (modified
from Thorlabs 2018).

Acceptance Angle

Critical Angle

nclad
ncore

Figure 2.7. Numerical aperture for total internal reflection (modified from Newport 2018).
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In Equation 2.3, θc is the critical angle, and nclad and ncore are the indices of refraction for the
cladding and the core of the fiber, respectively. In Equation 2.4, NA is the numerical aperture, n
is the index of refraction of the medium surrounding the cable (air), and α is the acceptance angle
of the fiber. In Equation 2.5, V is the normalized frequency (V-number), rcore is the fiber core
radius, and λ is the wavelength (in air). In Equation 2.6, M is the number of modes supported.

2.4.3. Electro-Optic Modulation
Light signals traveling through a fiber optic cable may be modulated with integrated
optical waveguides, such as amplitude, phase, or polarization modulators. The underlying
principle of waveguide modulators is the linear electro-optic effect (also known as the Pockels
effect). The change in the refractive index of an optical material, due to the application of an
external electric field, causes a modulation of the signal. Ferroelectric crystals, such as lithium
niobate (LiNbO3), are commonly used in electro-optic modulators, due to their polar properties.
A type of modulator called a Mach-Zehnder amplitude modulator combines phase modulation
(Equation 2.7) with a Mach-Zehnder interferometer. A voltage is applied to the electrodes on
both branches of the modulator to interfere the signal, causing an increase in the optical output
power of the linear polarized light. The output power varies periodically and may be calculated
using Equations 2.7 through 2.9.
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In Equation 2.7, Δφ is the phase shift, L is the electrode length, λ is the wavelength of light, 𝑛33 is
the refractive index of the crystal, r33 is the electro-optic coefficient equal to 33 pm·V-1, V is the
voltage, g is the electrode gap, and Г is the efficiency of the inhomogeneous field distribution
equal to approximately 0.65 in lithium niobate (LiNbO3) modulators made with x-cut crystals. In
Equation 2.8, P is the optical output power, Pmin is the minimum power, Pmax is the maximum
power, V0 is the voltage point of operation (reference), and Vπ is the half-wave voltage.

For a given half-wave voltage, Vπ, used to switch from the on to off state and vice versa
(phase difference of π), and the theoretical value V0 equal to 0, the optical output power is
modulated between a minimum value, Pmin, and a maximum value, Pmax, as illustrated in Figure
2.8. The modulation voltage is typically supplied as an RF signal. The output amplitude is
therefore a function of the magnitude and shape of the supplied voltage.
Optical Output Power
Pmax

Pmin
V0

Vπ

Modulation Voltage

Figure 2.8. Characteristic curve for the Mach-Zehnder amplitude modulator (after
Jenoptik 2018).
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CHAPTER 3: DEVELOPMENT OF A MULTIMODE FIELD DEPLOYABLE LIDAR
INSTRUMENT FOR TOPOGRAPHIC MEASUREMENTS OF UNSATURATED SOIL
PROPERTIES: INSTRUMENT DESCRIPTION

3.1. Chapter Overview
A detailed description of the soil observation laser absorption spectrometer (SOLAS) is
introduced in this chapter. Necessary background information is provided to place the
instrument into the broader context of other remote sensors and remote sensing techniques. The
development of each of the sub-systems (transmitter, receiver, data acquisition) is described and
the specifications are defined. Discussion about the intended functionality and the potential
future applications for the SOLAS are included.
The limitations of the Salazar et al. (2019) paper are described in Section 3.2. The full
citation for the manuscript is included in Section 3.3. The abstract for the paper is contained in
Section 3.4. Contained within Section 3.5 is the introduction and motivation for the paper,
followed by the background information in Section 3.6. The concept of the SOLAS is described
in Section 3.7. The instrument description is contained with Section 3.8. Discussion about the
SOLAS and conclusions for this work are provided in Sections 3.9 and 3.10, respectively.
3.2. Limitations of the Described Study
The work presented in this chapter was focused on the provenance of the SOLAS. This
was presented in the form of background information that was necessary to the development of
the SOLAS and an extensive description of the instrument. While the paper included some
discussion about the future applications and potential limitations of the instrument, the paper did
not contain testing methods, nor results. Furthermore, the description of the optical receiver was
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minimal, due to length restrictions of the manuscript, leaving opportunity to describe the receiver
in more detail in subsequent work.
3.3. Development of a Multimode Field Deployable Lidar Instrument for Topographic
Measurements of Unsaturated Soil Properties: Instrument Description
Reference
Salazar, Sean E., Garner, Cyrus D., and Coffman, Richard A., “Development of a Multimode
Field Deployable Lidar Instrument for Topographic Measurements of Unsaturated Soil
Properties: Instrument Description,” Remote Sensing, Vol. 11, No. 3, 2019, 289.
doi:10.3390/rs11030289.
3.4. Abstract
The hydrological and mechanical behavior of soil is determined by the moisture content,
soil water (matric) potential, fines content, and plasticity. However, these parameters are often
difficult or impractical to determine in the field. Remote characterization of soil parameters is a
non-destructive data collection process well suited to large or otherwise inaccessible areas. A
ground-based, field-deployable remote sensor, called the Soil Observation Laser Absorption
Spectrometer (SOLAS), was developed to collect measurements from the surface of bare soils
and to assess the in-situ condition and essential parameters of the soil. The SOLAS instrument
transmits coherent light at two wavelengths using two, continuous-wave, near-infrared diode
lasers and the instrument receives backscattered light through a co-axial 203-mm diameter
telescope aperture. The received light is split into a hyperspectral sensing channel and a laser
absorption spectrometry (LAS) channel via a multi-channel optical receiver. The hyperspectral
channel detects light in the visible to shortwave infrared wavelengths, while the LAS channel
filters and directs near-infrared light into a pair of photodetectors. Atmospheric water vapor is
inferred using the differential absorption of the on- and off-line laser wavelengths (823.20 nm
and 847.00 nm, respectively). Range measurement is determined using a frequency-modulated,
self-chirped, coherent, homodyne detection scheme. The development of the instrument
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(transmitter, receiver, data acquisition components) is described herein. The potential for rapid
characterization of physical and hydro-mechanical soil properties, including volumetric water
content, matric potential, fines content, and plasticity, using the SOLAS remote sensor is
discussed. The envisioned applications for the instrument include assessing soils on unstable
slopes, such as wildfire burn sites, or stacked mine tailings. Through the combination of
spectroradiometry, differential absorption, and range altimetry methodologies, the SOLAS
instrument is a novel approach to ground-based remote sensing of the natural environment.
Keywords: instrument development, hyperspectral, spectroradiometry, LiDAR, soil
3.5. Introduction
Remote sensing is well suited for non-intrusive observation of bare soils, especially over
large, hazardous, or inaccessible areas, such as a wildfire site. For example, spaceborne remote
sensing techniques are commonly used to rapidly (1) establish wildfire perimeters, (2) assess the
remaining vegetative cover, and (3) determine the burn severity after containment of the fire.
Collected remotely sensed data (burn severity, extent) are often calibrated with ground-truthing
methods, yet these proximal ground-truthing methods are often point-wise, spatially limited, and
cannot easily cover vast areas. Moreover, information about the soil is not commonly collected
in these areas following a wildfire. Characterization of soil in a wildfire-affected area commonly
relies on regional, typified soils data from databases like the Soil Survey Geographic Database
(SSURGO) and the State Soil Geographic Survey (STATSGO). These data, however, have
insufficient resolution for reliable, site-specific, predictive modeling of post-wildfire hazards
(e.g. debris flows) and do not capture the time-variability associated with meteorological and
hydrological action. Because burned areas are ideally suited for study with remote sensing
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techniques, due to the absence of vegetation (fire-induced denudation), there is a need for
methods to collect high-resolution, timely, and site-specific soils information.
To address this need, a ground-based, remote sensor, called the Soil Observation Laser
Absorption Spectrometer (SOLAS), was developed to rapidly infer soil properties at the field
scale. The development of the SOLAS followed laboratory-based, proof-of-concept testing that
successfully derived soil water characteristic curves (SWCC) as well as index properties (liquid
limit [LL], plastic limit [PL], and clay fraction [CF]) for several soil types by using only noncontact, optical techniques. By combining spectroradiometric, differential laser absorption, and
range altimetry techniques, the SOLAS instrument was designed to collect range-resolved
information from bare soils, including soil surface moisture (an estimation of volumetric water
content, θv), soil matric potential (ψm), burn severity, LL, PL, and CF. An initial description of
the SOLAS instrument is provided herein; as such, the materials and methods used in the
development of the instrument are detailed and described. Additionally, supporting background
information about reflectance spectroradiometry, lidar altimetry, and differential laser absorption
is provided. Measurement results from field-testing will be described by the authors in later
articles.
3.6. Background
A variety of remote and proximal sensing techniques for obtaining soils information have
been demonstrated. These techniques include passive imaging spectroradiometry (multispectral,
hyperspectral, visible near-infrared [VNIR], shortwave infrared [SWIR], and mid-wave-infrared
[MWIR]), active and passive microwave systems (synthetic- and real-aperture radar, groundpenetrating radar), and gamma-ray spectrometry (Wulf et al. 2015). Although the correlation
between reflectance and soil moisture was studied as early as 1925 (Ångström 1925), advances
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in ground-based multispectral and hyperspectral measurement techniques of reflectance spectra,
primarily in the VNIR (380–1000 nm) and SWIR (1000–2500 nm) ranges, have been utilized to
estimate soil moisture content (SMC) in the laboratory setting (Bowers and Hanks 1965, Park
1980, Dalal and Henry 1986, Whalley et al. 1991, Bach and Mauser 1994, Ben-Dor and Banin
1995, Chang et al. 2001, Hummel et al. 2001, Liu et al. 2002, 2003, Lobell and Asner 2002,
Islam et al. 2003, Whiting et al. 2004, Mouazen et al. 2006, Lesaignoux et al. 2013, Knadel et al.
2014, Nolet et al. 2014, Fabre et al. 2015, Sadeghi et al. 2015, Tian and Philpot 2015, Xu et al.
2016, Garner 2017). In the aforementioned studies, the laboratory measurements were collected
using carefully prepared or dilute soil specimens under controlled conditions. Fewer studies
were conducted under field conditions (Mouazen et al. 2007, Haubrock et al. 2008, Xu et al.
2016). Among the numerous developed soil reflectance correlations in the literature, other soil
parameters of interest have included clay content (Chang et al. 2001, Walvoort and McBratney
2001, Shepherd and Walsh 2002, Cozzolino and Moron 2003, Islam et al. 2003, Knadel et al.
2013, Garner 2017), grain size (Leu 1977, Chang et al. 2001, Shepherd and Walsh 2002,
Cozzolino and Moron 2003), soil plasticity (Yitagesu et al. 2009, Waruru et al. 2014, Garner
2017) and matric potential (Garner 2017).
The SOLAS instrument that is described herein was designed based on other work
previously performed at the University of Arkansas. For example, Garner (2017) utilized a
laboratory-based diffuse reflectance infrared Fourier transform (DRIFT) technique to develop an
empirical relationship between reflectance spectra and soil plasticity for illite and kaolinite soil
types, as well as for a commercial synthetic nepheline synetite material (Donna Fill Co., Little
Rock, Arkansas, USA). Garner (2017) also developed a laser analysis of soil tension (LAST)
technique to infer the SWCC for dilute pressure plate extractor (PPE) prepared soil specimens.
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The measurement technique utilized coherent illumination from two low-power, near-infrared
laser diodes and data collection using a high radiometric-resolution spectrometer (ASD
FieldSpec 4 Hi-Res; Malvern Panalytical, Longmont, Colorado, USA) to relate θv and ψm
through the SWCC. The empirical relationships relied upon partial least squares and principle
components regression techniques (Janik and Skjemstad 1995, Chang et al. 2001, Garner 2017).
3.6.1. FMCW Lidar Altimetry
Among laser altimetry methods, coherent, frequency modulated continuous waveform
(FMCW) lidar has been widely pursued (Karlsson and Olsson 1999, Allen et al. 2001, Pierrottet
et al. 2005, 2008, Adany et al. 2009, Barber et al. 2010, Gao and Hui 2012, Mateo 2014). A
pulse compression technique has been applied to FMCW lidar systems, whereby a linear
frequency sweep or “chirp” with a large bandwidth is used to modulate the optical carrier signal.
As documented in the aforementioned FMCW lidar literature, range accuracy was maintained,
while peak output power and receiver bandwidth requirements were reduced (over direct
detection or conventional, pulsed, time-of-flight systems).
Adany et al. (2009) demonstrated the advantages of a self-chirped, homodyne detection
scheme for FMCW lidar. The simplified homodyne system offered significant advantages over
direct detection and heterodyne detection methods through less complex receiver configuration.
Furthermore, improved receiver sensitivity permitted better long-range lidar measurements. In
the Adany et al. (2009) configuration, the optical signal was intensity-modulated with a linear
frequency modulated (FM) sweep (from frequency f1 to f2) with chirp bandwidth, B, equal to f2 −
f1. For the Adany et al. (2009) design, a portion of the carrier signal was used as the local
oscillator (LO) in conjunction with a balanced photodetector (BPD). The range to the target was
proportional to the frequency difference between the LO and the received signal (beat frequency,
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fR). For FMCW lidar with self-chirped homodyne detection, like that proposed by Adany et al.
(2009), the range to target (R) should be calculated using Equations 3.1 and 3.2 (Adany et al.
2009), while the approximate range accuracy (σR) should be determined by using Equations 3.3
and 3.4 (Skolnik 1960, Jelalian 1992, Allen et al. 2001).
𝑅=

𝑐 ∙ 𝑓𝑅 ∙ 𝜏
2 ∙ (𝑓2 − 𝑓1 )

𝑓𝑅 = (

𝜎𝑅 =

Equation 3.1

𝑓2 − 𝑓1
) ∙ 𝛥𝑡
𝜏

Equation 3.2

𝐾∙𝑐

Equation 3.3

𝐵√𝑆𝑁𝑅

𝑆𝑁𝑅𝑐𝑜ℎ =

𝑅 ⋅ 𝑃𝑟
2 ⋅ 𝑞 ⋅ 𝐵𝑅𝑋

Equation 3.4

In Equation 3.1, R is the range to target, c is the speed of light, fR is the beat frequency, τ is the
chirp duration, and f2 − f1 is the chirp bandwidth. In Equation 3.2, Δt is the time delay for
roundtrip propagation through the atmosphere. In Equation 3.3, σR is the range accuracy, K is a
chirp waveform constant, B is the signal bandwidth, and SNR is the signal to noise ratio of the
receiver data. In Equation 3.4, SNRcoh is the signal to noise ratio for a shot-noise-dominant
coherent detection process, ℜ is the photodetector responsivity, Pr is the received signal power,
q is the electron charge (1.6 × 10-10 C), and BRX is the bandwidth of the receiver.

3.6.2. Differential Absorption Measurements
The differential absorption lidar (DIAL) technique, sometimes also called (differential)
laser absorption spectrometry (LAS), has been employed to determine the concentration of
molecular species in the atmosphere by measuring the difference in light absorption between two
transmitted laser wavelengths. DIAL theory was developed by Schotland (1966) but has been
advanced over the last six decades (Schotland 1974, Menzies and Shumate 1976, Grant 1982,
1991, Hardesty 1984, Bösenberg 1998, Wulfmeyer and Bösenberg 1998, Wulfmeyer and

34

Walther 2001, Spuler et al. 2015). Moreover, during this time period, DIAL has become the
most accurate measurement technique for tropospheric water vapor concentration (Ismail and
Browell 1989, Bösenberg 1998, Wulfmeyer and Walther 2001, Weckwerth et al. 2016). A
variety of DIAL instruments and measurement techniques have been developed to measure water
vapor profiles and concentrations of other atmospheric greenhouse gases (e.g. carbon dioxide,
methane). These measurements have been performed from ground-based platforms (Hardesty
1984, Prasad and Geiger 1996, Wulfmeyer 1998, Little and Papen 2001, Machol et al. 2004,
Nehrir 2008, 2011, Nehrir et al. 2009, 2011, 2012, Spuler et al. 2015), airborne platforms
(Remsberg and Gordley 1978, Bufton et al. 1983, Ehret et al. 1993, Bruneau et al. 2001a, 2001b,
Browell et al. 2010), and proposed spaceborne platforms (Megie and Menzies 1980, Ismail and
Browell 1989, Ehret et al. 2008, Wirth et al. 2009, Barrientos-Barria et al. 2014).
DIAL measurements are typically achieved by alternating the transmission of two laser
wavelengths through the atmosphere along the same path to determine the water vapor
concentration. The so-called on-line wavelength is tuned to correspond with a water vapor
absorption feature, while the off-line wavelength is tuned to a nearby spectral region in which
water vapor is not well absorbed. For accurate measurement, a spectral region of interest must
be identified for which the on- and off-line wavelengths are adjacent and the temperature
dependence of the DIAL measurement is minimal. Various wavelength ranges have been
recommended in the literature for measurement of water vapor. For example, Grant (1991)
utilized the 720–730 nm wavelength range, while Machol et al. (2004) used wavelengths near
823 nm. The water vapor density (ρυ), averaged over distance (R), is commonly calculated using
the DIAL equation proposed by Schotland (1974) and presented in the form of Equations 3.5,
3.6, and 3.7 (Machol et al. 2004). For vertical measurements of the atmospheric water vapor
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concentration, the Voigt function (Λ) changes due to thermal- and pressure-broadening effects,
which are typically extrapolated from ground measurements. The water vapor concentration is
commonly calculated using Equations 3.8 and 3.9 (Machol et al. 2004).
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⋅
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In Equation 3.5, ρυ is the water vapor density averaged over a distance ΔR at a range R, MH2O is
the molecular weight of water, NA is Avogadro’s constant, σon and σoff are the on-line and off-line
water vapor absorption cross-sections obtained from Equation 3.6, and Pon and Poff are the
received on-line and off-line backscatter signals. In Equation 3.6, S is the temperaturedependent absorption line strength and Λ is the Voigt function. In Equation 3.7, S0 and T0 are the
absorption line strength and temperature under standard conditions, T is the temperature, h is
the Planck constant, c is the speed of light, E” is the lower-state energy (in cm-1), and kB is the
Boltzmann constant. In Equation 3.8, es is the saturation vapor pressure obtained from Equation
3.9, RH is the relative humidity (RH ≈ 100 × e/es), where e =ρυ·Rυ·T, and Rυ is the water vapor
gas constant equal to 461 J·kg-1·K-1. In Equation 3.9, es0 is the saturation vapor pressure at T0
=273K and is equal to 611 Pa, and L is the latent heat of vaporization and is equal to 2.5 × 106
J·kg-1.

3.7. Development of the SOLAS Concept
The SOLAS instrument was devised to collect range-resolved hyperspectral
measurements of soils while also measuring water absorption, due to water vapor, over the
measurement range. Moreover, the bench-scale studies conducted by Garner (2017) indicated
that under coherent illumination, empirical inference of soil matric potential (ψm), and volumetric
water content (θv) was possible. The instrument therefore utilized laser transmission to achieve
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these metrics while collecting passive radiometric measurements across the VNIR to SWIR
range (350–2500 nm). Based on water vapor absorption spectra published by the high-resolution
transmission (HITRAN) molecular absorption database (Gordon et al. 2017) and the availability
of commercial off-the-shelf laser diodes, laser wavelengths of 823.20 nm (on-line) and 847.00
nm (off-line) were selected. For completeness, the on- and off-line wavelengths transmitted by
the SOLAS instrument are transposed over a plot of the atmospheric absorption coefficient as a
function of wavelength in Figure 3.1.
Because DIAL instruments have primarily been developed to measure vertical gas and
aerosol profiles, there are limited examples of instruments operating in horizontal orientations or
for topographic target returns (Grant 1982, Hardesty 1984, Sakaizawa et al. 2010, Nehrir 2011,
Ishii et al. 2013). Furthermore, DIAL instruments have typically utilized pulsed, rapid spectralswitching lasers to increase the accuracy of atmospheric volume sampling, especially over long
vertical ranges (vertical measurements of atmospheric water vapor are extremely sensitive to
pressure- and temperature-induced gradients). To provide coherent illumination to the target,
while enabling simplified topographic ranging and differential absorption measurements, a
diode-laser-based FMCW laser scheme was designed to switch between the on-line and off-line
laser sources over short intervals (seconds). The use of a self-chirped, homodyne detection
configuration (similar to Adany et al. 2009), has enabled range-resolved measurements.
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Figure 3.1. Absorption coefficient, as a function of wavelength, for free water and water
vapor with transposed on-line (823.20 nm) and off-line (847.00 nm) laser wavelengths; raw
data from Kou et al. (1993), Pope and Fry (1997), and Rothman et al. (2013).

3.8. Instrument Description
The SOLAS instrument combines range altimetry, differential absorption, and reflectance
spectroradiometry technologies. The instrument is comprised of (1) a laser source and
transmitting system, (2) a multi-channel receiving system (active LAS and passive hyperspectral
sensing), and (3) a data acquisition and control system (signal processing and component
control). A schematic of the major architecture of the SOLAS instrument is presented in Figure
3.2 and a table describing the technical specifications is presented as Table 3.1. Each of the
instrument subsystems are further described in the following sections.
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Key: ECDL = External Cavity Diode Laser; ISO = Optical Isolator; M = Mirror; S = Shutter;
BS = Beam Sampler; IS = Integrating Sphere; KEM = Knife-Edge Mirror; FCS = Fiber-Coupling
Stage; MZM = Mach-Zehnder Modulator; Amp = Amplifier; BSC = Beamsplitter Cube;
TSOA = Tapered Semiconductor Optical Amplifier; VBE = Variable Beam Expander;
M-CRR = Multi-Channel Receiver Relay; Hi-Res FS = High-Resolution Field Spectroradiometer;
DAQ = Data Acquisition; APD = Avalanche Photodetector; 3dB = 3dB 2x2 Optical Coupler;
BPD = Balanced Photodetector; VSA = Vector Signal Analyzer.
Figure 3.2. Schematic of the Soil Observation Laser Absorption Spectrometer (SOLAS).
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Table 3.1. Specifications of the Soil Observation Laser Absorption Spectrometer (SOLAS).
Transmitter

Unit

Specification

Receiver

Type
On-line
Off-line
Linewidth
Modulation
Type
Frequency
Transmitter power
Beam diameter
Beam divergence

CW
Telescope
[nm]
823.20
Primary diameter (D)
[nm]
847.00
Focal length (f )
[kHz]
≤ 200
N (f /D)
Electrooptic AM
Field of view (FOV)
Linear RF chirp
Hyperspectral channel
[MHz]
100–500
LAS channel
[W] ≤ 0.5 (fiber-end) Detectors
[mm]
2.0–8.0
Hyperspectral receiver
[mrad]
0.29
Type
Spectral range
Signal Processing
Unit
Specification
Number of bands
Balanced receiver (LO sig.)
Bandwidth (instantan.)
[MHz]
50
Type
Frequency range
[GHz]
0.01–6.6
Bandwidth
Water vapor resolution
Column averaged
Avalanche photodetector
Range to target resolution [cm] 10 (theoretical)
Type
Bandwidth

Unit

Specification

[mm]
[mm]
-

Schmidt-Cassegrain
203
2032
10

[mrad]
[mrad]

0.32–0.61
0.27

ASD FieldSpec 4 Hi-Res
Silicon, InGaAs
[nm]
350–2500
2151
New Focus 1607-AC-FC
Silicon
[MHz]
650
Thorlabs APD430A
Silicon
[MHz]
400

Key: CW = Continuous-Wave; AM = Amplitude Modulation; RF = Radio Frequency;
N = F-number; LAS = Laser Absorption Spectrometry; ASD = Analytical Spectral Devices;
InGaAs = Indium Gallium Arsenide; LO = Local Oscillator.
3.8.1. Transmitter Design
The optical carrier signal is seeded by two New Focus TLB-6817 Vortex Littman–
Metcalf external cavity diode lasers (ECDL) precision-tuned to center wavelengths of 823.20 nm
and 847.00 nm, with fine tuning from 823.03 nm to 823.35 nm, and 846.84 nm to 847.14 nm,
respectively (Newport Corporation; Irvine, California, USA). Each laser is powered with a low
noise controller (New Focus TLB-6800-LN), producing 17 mW to 26 mW outputs with narrow
linewidths (≤ 200 kHz). As previously presented in Figure 3.2, the laser transmission path is
partially free space and partially fiber optic based. To protect each ECDL from back reflections,
the laser beams pass through narrowband polarization-dependent Faraday isolators (Thorlabs IO5-850-HP) that are tuned to match each respective wavelength (Thorlabs Inc.; Newton, New
Jersey, USA). Optomechanical shutters in the free space laser paths provide a fail-safe (Thorlabs
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SH05). A sequence of dielectric mirrors direct each laser beam into a polarization-maintaining
fiber optic cable via a Thorlabs PAF-X-5-B fiber-coupling stage. The light energy within the
fiber optic cable is then coupled into a Jenoptik AM830 Mach–Zehnder modulator (MZM)
where the optical signal is intensity modulated (Jenoptik Optical Systems GmbH; Jena,
Germany). The modulation is achieved by utilizing a radio frequency (RF) signal generator to
encode the transmitted light with a chirp. Seventy percent of the intensity-modulated optical
signal continues along the transmitter path (into the tapered semiconductor optical amplifier
[TSOA]) while the remaining 30% is reflected through a free-space beamsplitting cube and
fiber-coupled into a 650 MHz bandwidth New Focus 1607-AC-FC balanced photodetector
(BPD) to provide the local oscillator (LO) input signal. The carrier signal is fiber-coupled and
amplified through a Thorlabs TPA830P10-SP butterfly package TSOA mounted to a
thermoelectric-cooled (TEC) 205 TEC Butterfly LaserMount (Arroyo Instruments LLC, San
Luis Obispo, California, USA). The TSOA chip is tuned to a center wavelength (CWL) of 835
nm (centered between the 823.20 nm and 847.00 nm transmitting wavelengths). The amplified
beam is subsequently shaped with a collimation package before exiting the TSOA output
window in free space. The beam is then isolated (Faraday isolator tuned to a CWL of 835 nm)
and coupled into a high-power, armored fiber optic cable. The laser output is transmitted into the
atmosphere co-axial with the optical receiver (telescope) by means of a collimator (Thorlabs
F280SMA-835), a variable beam expander (Thorlabs BE052-B), and a pair of mirrors, as
depicted in Figures 3.2 and 3.3. The transmitter beam has an adjustable output diameter between
2.0 mm and 8.0 mm with an average beam divergence of 0.29 mrad (resulting in the diameter
increasing to approximately 29 cm at a range of 1.0 km). The average beam diameter-dependent
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power density ranges from 10–160 mW⋅mm-2 at the source, with the density decreasing as a
function of range.
3.8.2. Receiver Design
The receiving aperture for the instrument is a 203-mm diameter, 2032-mm equivalent
focal length, Schmidt-Cassegrain catadioptric telescope (model LX200-ACF 203 mm f/10) from
Meade Instruments (Irvine, California, USA). As depicted in Figure 3.3, a custom-built, multichannel, optical receiver relay is mounted to the rear of the telescope. The receiver was designed
to gather, collimate, split, and focus the light from the telescope into two separate channels. On
the primary channel (LAS channel), backscattered light is filtered (to isolate the on-line and offline wavelengths and to reduce diffuse sunlight saturation), focused, and fiber-coupled into the
SOLAS instrument. The optical signal is further divided through a multimode fiber optic
coupler. Ten percent of the split light is directed into a 400 MHz bandwidth, variable gain
Thorlabs APD430A silicon avalanche photodetector (APD) via a beam collimator and focuser.
The remaining 90% of the light is coupled into the BPD via a 3 dB 2 × 2 fiber optic coupler. The
signal is de-chirped (i.e. mixed with the LO signal) and the beat frequency is measured directly.
On the secondary channel (hyperspectral channel), the light remains unfiltered and is focused
and fiber-coupled into a high-resolution spectroradiometer instrument (ASD FieldSpec 4 HiRes). The spectral resolution of the secondary channel is 3nm in the VNIR range (350–1000
nm) and 8 nm in the SWIR range (1000–2500 nm). The sampling interval is 1.4 nm and 1.1 nm
in the VNIR and SWIR ranges, respectively. The angular field of view (FOV) for the LAS
channel is 0.27 mrad and the FOV for the hyperspectral channel is 0.32 mrad (VNIR range) and
0.61 mrad (SWIR range). Due to space limitations in this manuscript, the optical receiver is
described in more detail in a separate publication.
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Figure 3.3. Annotated photograph of the (a) front, and (b) rear, of the receiver (scale for
reference).

3.8.3. Data Acquisition and Control Design
Data acquisition and component control for the SOLAS are achieved via a computer that
is mounted in a compact, module-based National Instruments (Austin, Texas, USA) PXIe chassis
(PXIe-8135 computer, PXIe-1082 chassis) via LabVIEW software in a Windows environment.
Within the chassis are (1) a high frequency RF signal generator module (PXIe-5652), (2) a wide
instantaneous bandwidth vector signal analyzer (PXIe-5663E) comprised of three parallel
modules (PXIe-5601, PXIe-5622, PXIe-5652), and (3) a multifunction input/output module
(PXI-6238). The LabVIEW software is used to generate the chirp signal (100 MHz to 500 MHz
linear ramping signal with a chirp rate of 6 MHz/μs) that is amplified and directed into the
MZM. The software is also used to (1) collect and interpret the de-chirped frequency from the
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BPD (to determine the range to the target), and to (2) collect and interpret data from the APD (to
detect atmospheric water vapor en route to the target). The ASD RS3 software is used to collect
the reflectance spectra from the spectroradiometer and the ASD ViewSpecTM Pro software is
used to export the raw data for further processing. A flow diagram outlining the data acquisition
and processing chain is presented in Figure 3.4.

Key: DIAL = Differential Absorption Lidar; LAS = Laser Absorption Spectrometry; LO = Local
Oscillator.
Figure 3.4. Data acquisition and processing chain for the Soil Observation Laser
Absorption Spectrometer (SOLAS) instrument (note: simulated data).
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3.8.4. Field Ruggedization
The majority of the components that were previously presented in Figure 3.2 are mounted
within a hermetically sealed, nitrogen-purged box. The ECDL heads and MZM are mounted
directly to the 12 mm thick aluminum floor of the box with thermal paste to enable the floor to
act as a heat sink. The remaining power-emitting components (e.g. Thorlabs TPA830P10-SP
amplifier) are actively regulated via thermoelectric cooling or are self-regulating (e.g. New
Focus 1607-AC-FC and Thorlabs APD430A photodetectors). The floor of the box also acts as
an optical bench for the bulk-optical components associated with the free space lasers. The
transmitting and receiving fiber optic cables, RF signal cables, and component power cables are
fed through one wall of the box via sealed cable glands. A plan view of the box interior is
presented in Figure 3.5 and a photograph of the SOLAS instrument annotated with major
assemblies is presented as Figure 3.6.
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Key: ECDL = External Cavity Diode Laser; ISO = Optical Isolator; M = Dielectric Mirror;
S = Shutter; BS = Beam Sampler; IS = Integrating Sphere; KEM = Knife-Edge Mirror;
FCS = Fiber-Coupling Stage; BSC = Beamsplitter Cube; MZM = Mach-Zehnder Modulator;
TSOA = Tapered Semiconductor Optical Amplifier; APD = Avalanche Photodetector;
BPD = Balanced Photodetector.
Figure 3.5. Annotated plan view of the hermetically sealed box depicting the major
components of the transmitter and the primary laser absorption spectrometer (LAS)
receiver channel.
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Figure 3.6. Annotated photograph of the Soil Observation Laser Absorption Spectrometer
(SOLAS) instrument with major assemblies (transmitter, receiver, data acquisition and
control).

3.9. Discussion
The SOLAS instrument was designed to transmit on-line and off-line wavelengths of
823.20 nm and 847.00 nm, respectively. The difference between these wavelengths combined
with continuous-wave transmission, necessitated the use of two separate seed lasers (whereas
some dedicated DIAL instruments have achieved on- and off-line wavelength transmission with
a single, widely tunable, pulsed laser source). The two lasers were aligned into a common
transmitter system using readily-available, free-space bulk optics to ease customization,
calibration, and implementation. Therefore, the efficiency of the laser delivery system may be
improved using an all-fiber-based design in future iterations.
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The collection of measurements in the field introduces additional complexity, primarily
due to (1) viewing geometry (i.e. incidence and viewing angles), (2) the sensitivity of the
hyperspectral measurements to changes in light conditions (solar irradiation intensity), and (3)
environmental interferences (dust, water droplets, vegetative cover). To address these issues, the
instrument observation location must be carefully selected and the spectroradiometer should be
calibrated using a diffuse white reference panel (e.g. Spectralon®; Labsphere Inc., North Sutton,
New Hampshire, USA) positioned at approximately the same incidence angle as the intended
measurements. The manufacturer of the spectroradiometer recommends frequent recalibration
(referencing of the diffuse reflector panel) when collecting typical proximal (<1 m distance)
measurements in the laboratory or in the field. However, it would be possible to collect remote
(up to 1 km distance, or greater) measurements for an extended period of time, without frequent
recalibration, if careful considerations are made. The spectroradiometer, as well as other
components (e.g. laser sources, data acquisition system, and telescope), should be allowed a
warm-up period (to minimize instrument noise and temperature-induced drift). Furthermore,
after initial calibration of the spectroradiometer, any changes in light conditions (e.g. temporary
cloud cover over target) should be observed and, if necessary, the measurements should be
repeated.
The data collected by the three receivers (spectroradiometer and two LAS channel
detectors) must be synthesized for meaningful interpretation of a measurement. Reflectance
spectra are compiled, averaged, and compared with spectral libraries for different soil types. The
measurements require post-processing (empirical calibration and statistical analysis) to extract
the soil properties of interest. While reflectance data is collected using the ASD software (native
to the spectroradiometer), future development of the SOLAS instrument software will enable
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custom data collection and near real-time data interpretation. The reflectance measurements are
susceptible to attenuation, due to atmospheric water vapor, especially at longer ranges or in
conditions with higher relative humidity. To correct for the additional atmospheric absorption en
route to the soil surface, the differential laser absorption measurements are used. The coherent
signals also provide sub-meter range to target identification. Preliminary hyperspectral
measurements have been collected for ranges greater than 100 m (laboratory setting) and 500 m
field setting). Based on design calculations, measurements are possible for ranges of up to a
kilometer or more (depending on atmospheric conditions), with spatial resolutions of 6 cm, 30
cm, and 60 cm (nadir) for ranges of 100 m, 500 m, and 1.0 km, respectively.
3.10. Conclusions
The development of a field-deployable, ground-based, remote sensing instrument for
obtaining physical and hydro-mechanical soil properties was described herein. The Soil
Observation Laser Absorption Spectrometer (SOLAS) was designed to collect range-resolved
hyperspectral backscatter data from bare soil surfaces across the visible to shortwave infrared
spectral ranges (350–2500 nm). The SOLAS instrument transmits two near-infrared wavelength
lasers (823.20 nm and 847.00 nm) to measure atmospheric water vapor by differential absorption
along the transmitter path. Self-chirped, coherent detection of the same lasers provides target
range measurements. The backscattered light is received through a 203-mm diameter telescope.
The combination of high-resolution reflectance spectroradiometry and lidar (ranging and
differential absorption) techniques has introduced a new ground-based approach to remote
sensing of the natural environment. Envisioned applications for the instrument include rapid
classification of soils on unstable slopes, mine tailings, or in wildfire-affected areas. Future
improvements will enable long-range measurements, increased portability (lighter instrument
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components), or semi-autonomous measurements as part of a long-term monitoring installation
(e.g. wildfire basin or mining operation).
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CHAPTER 4: MULTI-CHANNEL OPTICAL RECEIVER FOR
GROUND-BASED TOPOGRAPHIC HYPERSPECTRAL REMOTE SENSING

4.1. Chapter Overview
A detailed description of the SOLAS multi-channel optical receiver is contained in this
chapter. The design and specifications of the receiver are described and short-range tests, that
were conducted to verify the functionality of the design, are presented. Discussion about the
utility of the SOLAS for remote sensing of soils, rocks, and vegetation is provided.
The limitations of the Salazar and Coffman (2019a) paper are outlined in Section 4.2.
The full citation for the manuscript is included in Section 4.3, followed by the abstract in Section
4.4. Contained within Section 4.5 are the introduction and motivation for the paper. The
materials and methods used to develop and test the receiver are described in Section 4.6. The
results are discussed in Section 4.7 and concluding remarks are contained in Section 4.8.
4.2. Limitations of the Described Study
The focus of the work presented in this chapter was the design and preliminary testing of
the SOLAS optical receiver. The results presented were therefore limited in scope. Moreover,
the testing took place indoors, using artificially-illuminated targets, and was not subject to the
same environmental factors that are present in outdoor testing under solar illumination. The
paper included some discussion about the aforementioned limitations in Section 4.7; opportunity
to conduct more extensive testing of the SOLAS was presented.
4.3. Multi-Channel Optical Receiver for Ground-Based Topographic Hyperspectral
Remote Sensing
Reference
Salazar, Sean E. and Coffman, Richard A., “Multi-Channel Optical Receiver for Ground-Based
Topographic Hyperspectral Remote Sensing,” Remote Sensing, Vol. 11, No. 5, 2019, 578.
doi:10.3390/rs11050578.
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4.4. Abstract
Receiver design is integral to the development of a new remote sensor. An effective
receiver delivers backscattered light to the detector while optimizing the signal-to-noise ratio at
the desired wavelengths. Towards the goal of effective receiver design, a multi-channel optical
receiver was developed to collect range-resolved, backscattered energy for simultaneous
hyperspectral and differential absorption spectrometry (LAS) measurements. The receiver is part
of a new, ground-based, multi-mode lidar instrument for remote characterization of soil
properties. The instrument, referred to as the Soil Observation Laser Absorption Spectrometer
(SOLAS), was described previously in the literature. A detailed description of the multi-channel
receiver of the SOLAS is presented herein. The hyperspectral channel receives light across the
visible near-infrared (VNIR) to shortwave infrared (SWIR) spectrum (350–2500 nm), while the
LAS channel was optimized for detection in a narrower portion of the near-infrared range (820–
850 nm). The range-dependent field of view for each channel is presented and compared with
the beam evolution of the SOLAS instrument transmitter. Laboratory-based testing of each of
the receiver channels was performed to determine the effectiveness of the receiver. Based on
reflectance spectra collected for four soil types, at distances of 20, 35, and 60 m from the
receiver, reliable hyperspectral measurements were gathered, independent of the range to the
target. Increased levels of noise were observed at the edges of the VNIR and SWIR detector
ranges, which were attributed to the lack of sensitivity of the instrument in these regions. The
suitability of the receiver design, for the collection of both hyperspectral and LAS measurements
at close-ranges, is documented herein. Future development of the instrument will enable the
combination of long-range, ground-based hyperspectral measurements with the LAS
measurements to correct for absorption, due to atmospheric water vapor. The envisioned
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application for the instrument includes the rapid characterization of bare or vegetated soils and
minerals, such as are present in mine faces and tailings, or unstable slopes.
Keywords: instrument development, hyperspectral, spectroradiometry, telescope,
receiver, soil
4.5. Introduction
All remote sensors, including various types of lidar instruments, employ receivers to
collect backscattered energy. The receiver design is commonly dependent on the sensor type and
the instrument application. While some lidar receivers use one or more lenses to focus and
collimate incoming light, others utilize custom, large-aperture optical arrays to maximize, split,
or otherwise manipulate the received energy. Ground-based, atmosphere-focused laser
absorption spectrometry (LAS) instruments, commonly identified as differential absorption lidars
(DIAL), have often employed a telescope as the primary aperture of the receiver (Hardesty 1984,
Little and Papen 2001, Machol et al. 2004, Spuler et al. 2015). Compact, large-diameter
telescopes have been favored because the relative light grasp of a telescope is directly
proportional to the square of the aperture area, aiding in long-range atmospheric measurements.
While most examples in the literature utilize simple, single-channel, configurations to
receive light, some researchers have designed multi-channel optical receivers, placed between
the primary aperture (telescope) and the data acquisition system. For example, Moore et al.
(1996) split light into separate channels to allow for simultaneous low-gain/high-gain detection
and laser-to-telescope alignment. Likewise, Repasky (2016) and Moen (2016) split light into
near-field and far-field receiver channels to provide atmospheric measurements over short (1 km)
and long (up to 12 km) ranges, respectively. In another iteration of the Moen (2016) two-
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channel DIAL receiver, a shared telescope for transmission and receiving enabled stable
alignment and eye-safe beam expansion (Spuler et al. 2015).
As DIAL instruments have historically been developed to collect atmospheric backscatter
from water vapor and aerosols in the troposphere, there are limited examples of DIAL
instruments operating in horizontal orientations to collect backscatter from a topographic (hard)
target (Grant 1982, Hardesty 1984, Nehrir 2011, Ishii et al. 2013). In the aforementioned
instances, the topographic targets served as a test for bias, due to differential spectral reflectance
(Grant 1982, Ishii et al. 2013), or as a measurement of spectral purity (Nehrir 2011). Typical
DIAL configurations provide information for two wavelengths (one wavelength centered on a
molecular species absorption line, λon, while the second, nearby wavelength, λoff, serves as a
reference).
In this paper, a multi-channel optical receiver is described. The receiver was developed
to enable simultaneous range-resolved hyperspectral measurements of hard targets and
differential laser absorption measurements for atmospheric corrections of the hyperspectral
measurements. The receiver is part of a new ground-based remote sensing instrument, called the
Soil Observation Laser Absorption Spectrometer (SOLAS), previously described in the literature
by Salazar et al. (2019). The instrument was developed for rapid characterization of bare soil,
rock surfaces, and/or vegetation. There is also potential for cross-platform calibration and
validation (ground-truth) of airborne or upcoming spaceborne hyperspectral missions, such as
PRISMA, EnMAP, HISUI, and HyspIRI (Loizzo et al. 2016, Guanter et al. 2015, Tanii et al.
2017, JPL 2018). The SOLAS instrument transmits two amplitude-modulated continuous-wave
(AM-CW) near-infrared (NIR) lasers with wavelengths of 823.20 nm and 847.00 nm. The
SOLAS receives backscattered light with a hyperspectral sensor and a pair of near-infrared
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photodetectors. The hyperspectral receiver detects light continuously across the visible to
shortwave infrared (SWIR) range (350–2500 nm). A balanced photodetector is used to
determine the range to the target using a frequency-modulated continuous-wave (FMCW) lidar,
while an avalanche photodetector is used to determine the horizontal concentration of
atmospheric water vapor en route to the target via a differential laser absorption measurement
technique. The atmospheric measurements will be used in the future to correct the hyperspectral
reflectance from long-range targets. Although the SOLAS instrument was described previously
(Salazar et al. 2019), a more detailed discussion of the development and testing of the multichannel receiver portion of the instrument, as used to collect the backscattered energy, is
discussed in the following sections.
4.6. Materials and Methods
The primary aperture of the SOLAS instrument receiver consists of a Meade LX200-ACF
Schmidt-Cassegrain catadioptric telescope (Meade Instruments; Irvine, California, USA). The
surfaces of the telescope optics are coated with a proprietary Ultra High Transmission Coating
(UHTC). The UHTC is designed to reduce reflections while maximizing light transmission.
Various compounds are used in the coating (aluminum and titanium oxides on the front and back
of the corrector lens; titanium and silicon dioxides on the reflecting surface of the primary and
secondary mirrors). The telescope has a diameter of 203 mm and an effective focal length of
2032 mm that focuses light into a multi-channel, polarization insensitive, optical relay mounted
to the rear port of the telescope. An uncoated Thorlabs LB1471 field lens (Thorlabs Inc.;
Newton, New Jersey, USA), positioned at the focal plane of the telescope, gathers the received
light from the rear port. Positioned behind the field lens is a 0.8–25.0 mm diameter adjustable
Thorlabs SM1D25 iris and an uncoated Thorlabs LBF254-050 spherical singlet collimator lens.
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A Thorlabs BPD254-G Polka-Dot 50:50 beamsplitter positioned at 45° splits the collimated light
evenly into two separate channels; one hyperspectral channel and one LAS channel.
The hyperspectral channel, referred to in this paper as Channel 1, is reserved for
hyperspectral backscatter measurements. For this channel, light is focused with two uncoated
aspheric lenses (Thorlabs AL1512 and AL108) and coupled into a high radiometric-resolution
spectroradiometer (Analytical Spectral Devices [ASD] FieldSpec 4 Hi-Res; Malvern Panalytical,
Longmont, Colorado, USA) via a multimode fiber bundle. The ASD FieldSpec 4 instrument
detects light continuously over the visible to SWIR wavelengths using 2151 bands. The visible
near-infrared (VNIR) bands, ranging in wavelength from 350 to 1000 nm, use a silicon detector
to provide a spectral resolution of 3 nm and a sampling interval of 1.4 nm. Two sets of SWIR
bands, ranging in wavelength from 1001 to 1800 nm and 1801 to 2500 nm, each using a
thermoelectric-cooled indium gallium arsenide (InGaAs) detector, provide a spectral resolution
of 8 nm and a sampling interval of 1.1 nm. The wavelength reproducibility is 0.1 nm and the
wavelength accuracy is 0.5 nm.
The LAS channel, referred to in this paper as Channel 2, focuses light via two, coated,
positive achromatic doublet lenses (Thorlabs AC127-050-B and AC080-10-B) and optionally
filters the light using one of two interchangeable narrow bandpass filters, centered at 820 nm or
850 nm (Thorlabs FB820-10 and FB850-10, respectively), each with full-width at half-maximum
(FWHM) filtering of 10 ± 2nm. After focusing and filtering, the light in Channel 2 is collimated
into a 50-μm core diameter, anti-reflective-coated, step-index multimode, fiber optic cable
(Thorlabs M50L02S-B) via a Thorlabs PAF-SMA-5-B aspheric lens fiber-coupling stage. The
aforementioned light on Channel 2 is delivered to a pair of near-infrared photodetectors as part
of a topographic LAS measurement system. The LAS measurement system is described in
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further detail in Salazar et al. (2019). A labeled photograph of the receiver is presented in Figure
4.1 and a schematic of the receiver is presented in Figure 4.2.

Figure 4.1. Labeled photograph of the multi-channel optical receiver for the Soil
Observation Laser Absorption Spectrometer (SOLAS).
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Key: 1Primary aperture (Meade Instruments LX200-ACF telescope), Ø 203 mm, feff = 2032 mm,
f/10; 2Uncoated biconvex lens (Thorlabs (TL) LB1471), f = 50 mm; 3Adjustable iris diaphragm
(TL SM1D25), Ø 0.8–25 mm; 4Uncoated spherical singlet lens (TL LBF254-050), f = 50 mm;
5
Uncoated broad transmission 50:50 polka-dot beamsplitter (TL BPD254-G); 6Narrow bandpass
filters (NBF): 820 nm (TL FB820-10) or 850 nm (TL FB850-10); 7Near-infrared anti-reflective
(NIR-AR) coated aspheric lens fiber-coupling stage (TL PAF-SMA-5-B), 4.9 mm clear aperture,
f = 4.6 mm; 8AR coated multi-mode (MM) fiber optic cable (TL M50L02S-B), Ø 50 μm, numerical
aperture = 0.22; 9NIR-AR coated achromatic doublet lenses, f = 25 mm (TL AC127-050-B),
f = 10 mm (TL AC080-10-B); 10Uncoated aspheric lenses, f = 12 mm (TL AL1512), f = 8 mm (TL
AL108); 11MM fiber optic bundle to ASD FieldSpec 4 Hi-Res spectroradiometer.
Figure 4.2. Schematic of the multi-channel optical receiver for the Soil Observation Laser
Absorption Spectrometer (SOLAS) instrument (not to scale).

The field of view (FOV) for each of the receiver channels was determined using Equation
4.1 (Chourdakis et al. 2002). The diameter of the fiber core, Df, and the focal length, f, of the
primary mirror of the telescope were used to determine the FOV.

𝐹𝑂𝑉 =

𝐷f

Equation 4.1

𝑓

The placement of the optical components (focusing and collimating lenses) between the
telescope and the fiber for each channel of the receiver magnifies the image onto the core of the
fiber, thereby increasing the FOV of the channel (Nehrir 2011). Thus, the image is magnified by
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factors of 50/12 and 12/8 for Channel 1 (hyperspectral channel), where light is focused onto the
bare end of the fiber bundle. The 105 μm core diameter for the VNIR bands and 200 μm core for
the SWIR bands resulted in a FOV of 0.321 mrad and 0.612 mrad for the VNIR and SWIR
bands, respectively. For Channel 2 (LAS channel), where light is focused into 50μm fiber using
a fiber-coupling stage, the image is magnified by factors of 50/25, 25/10, and 10/4.6, resulting in
a FOV of 0.267 mrad. As part of the LAS functionality of the SOLAS instrument, the actively
transmitted laser has a variable beam diameter of 2.0 mm up to a maximum of 8.0 mm and a
beam divergence of 0.285 mrad. A plot of the FOV diameter as a function of range, for each of
the receiver channels, is presented in Figure 4.3. For comparison, the laser beam evolution is
included, though the relationship between the FOV and the laser beam diameter is only
important for the LAS measurements, which are not presented in this paper. For completeness,
the specifications for each of the receiver channels are summarized in Table 4.1.
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Key: SWIR = Shortwave Infrared (1001–2500 nm); VNIR = Visible Near-Infrared (350–1000 nm);
LAS = Laser Absorption Spectrometry; R = Range; FOV = Field of View.
Figure 4.3. Diameter of the field of view as a function of range for each of the Soil
Observation Laser Absorption Spectrometer (SOLAS) receiver channels including
graphical representation of the field of view cross-sections for the three range distances (20,
35, and 60 m) tested in this paper (transmitted laser beam evolution as a function of range
shown for reference).
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Table 4.1. Specifications for the SOLAS instrument multi-channel receiver.
Primary aperture
Telescope
Diameter (D)
Focal length (f)
N (f/D)
Common channel
Field lens (uncoated)
Iris (adjustable)
Diaphraghm diameter
Collimating lens (uncoated)
f (at λ = 835 nm)
Beamsplitter
Type
Hyperspectral channel (Channel 1)
Field of view (FOV)
Focusing lenses (uncoated)
f (at λ = 1425 nm)
Fiber optic cable
Core diameter (Df)
Acceptance angle (θa)
LAS channel (Channel 2)
FOV
Focusing lenses (NIR-AR coated)
f (at λ = 835 nm)
Narrow bandpass filters
CWL
FWHM
Fiber-coupling stage (NIR-AR coated)
f (at λ = 835 nm)
Fiber optic cable
Type
Core diameter (Df)
Acceptance angle (θa)

Unit
(mm)
(mm)
Unit
(mm)
(mm)
Unit
(mrad)
(mm)
(μm)
(rad)
Unit
(mrad)
(mm)
(nm)
(nm)
(mm)
(μm)
(rad)

Specification
Schmidt-Cassegrain
203
2032
10
Specification
Thorlabs LB1471
Thorlabs SM1D25
0.8–25.0
Thorlabs LBF254-050
50.4
Thorlabs BPD254-G
50:50 Polka-Dot, B270 glass
Specification
0.32 (VNIR); 0.61 (SWIR)
Thorlabs AL1512 and AL108
12.2 and 8.2
Multimode bundle (57 fibers)
105 (VNIR); 200 (SWIR)
0.22
Specification
0.27
Thorlabs AC127-025-B and AC080-010-B
25.0 and 10.0
Thorlabs FB820-10 and FB850-10
820 and 852 (tested)
11.0 and 10.7 (tested)
Thorlabs PAF-SMA-5-B
4.6
Thorlabs M50L02S-B
Step-index multimode (AR-coated)
50
0.22

Key: N = F-number; VNIR = Visible Near-Infrared (350–1000 nm); SWIR = Shortwave Infrared
(1001–2500 nm); ASD = Analytical Spectral Devices; InGaAs = Indium Gallium Arsenide;
LAS = Laser Absorption Spectrometry; NIR = Near-Infrared; AR = Anti-Reflective;
CWL = Center Wavelength; FWHM = Full-Width at Half-Maximum.
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4.6.1. Receiver Testing
The receiver was tested, in a laboratory setting, to verify the transmission of the
wavelengths of interest through each channel. A 25 by 25 cm, calibrated Spectralon®
(Labsphere Inc., North Sutton, New Hampshire, USA) diffuse reflectance reference panel was
positioned with an incidence angle of 32° relative to the receiver and the receiver was focused on
the center of the panel at a range of 5 m. To achieve focus, the primary mirror of the telescope
was adjusted until the focal plane aligned with the receiver optics. The correct alignment was
verified by observing the maximum amplitude response, as measured with the ASD FieldSpec 4
instrument. An ASD “Illuminator” direct-current powered tungsten quartz halogen lamp
provided full-spectrum illumination across the reference panel. The ASD FieldSpec 4
instrument collected 10 reflectance spectra of the panel through each of the receiver channels.
The reflectance measurement from the panel, as observed through Channel 1, provided a
reference (baseline) for the measurements observed through Channel 2.
Four specimens, consisting of different types of soil, were prepared for observation with
the receiver. The soil types included: (i) KaoWhite-S, a commercial kaolinite soil (Thiele Kaolin
Co., Sandersville, Georgia, USA); (ii) Ottawa sand, a pure silica (O2Si) sand (Humboldt Mfg.
Co., Elgin, Illinois, USA); (iii) coarse, quartzitic, Arkansas River sand (Arkhola, Van Buren,
Arkansas, USA); and (iv) Donna Fill, a synthetic nepheline synetite material (Donna Fill Co.,
Little Rock, Arkansas, USA). Each specimen was 25 cm in diameter and 0.5 cm thick. The
aforementioned Spectralon® reference panel was placed in view of the receiver at a distance of
20 m, with an effective incidence angle of 32°, and the panel was illuminated with the fullspectrum halogen lamp shining perpendicular to the surface of the panel. Baseline reflectance
values were recorded for the panel, followed by the collection of reflectance spectra for each of
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the soil specimens placed in view of the receiver at the same range and incidence angle as the
reference panel. Ten spectra were gathered for each specimen via Channel 1. This procedure
was repeated for distances of 35 and 60 m (maximum distance available within the laboratory).
For the data that were collected for the Spectralon® panel and the soil specimens, each
set of spectra were averaged, normalized with respect to the reference panel, and plotted as a
function of wavelength. A splice correction procedure (Danner et al. 2015) was applied to the
reflectance values for λ > 1000 nm to eliminate offsets that occurred at the transition
wavelengths (1000 nm, 1800 nm) between the VNIR and two SWIR channel bands. A SavitzkyGolay (1964) filter was also applied to smooth the spectra.
4.7. Results and Discussion
The spectral reflectance of the reference panel, as acquired via each of the receiver
channels, is presented as a function of wavelength in Figure 4.4. The reflectance spectrum
collected via Channel 1 was characteristic of a Lambertian reflector across the range of
wavelengths (reflectance values close to 1.0). Although Channel 2 was designed to deliver light
to a pair of near-infrared photodetectors used for the LAS measurements, as discussed previously
in this paper and in Salazar et al. (2019), the specifications of the ASD FieldSpec 4 instrument
were well suited for also assessing the functionality of the Channel 2 optical design across the
near-infrared wavelength range. This also enabled direct comparison between receiver channels.
Analysis of the spectrum collected via Channel 2 revealed that transmission was significantly
reduced outside of the VNIR range. These findings were explained by the inclusion of the
broadband NIR-AR coatings, optimized for the 650–1050 nm range, that exist on the optical
elements within Channel 2; Channel 1 delivers light without any additional optical coatings. The
spectra collected via Channel 2, with the addition of each of the interchangeable narrow

71

bandpass filter (820 or 850 nm), indicated the effectiveness of the filters, allowing only
collection around the wavelengths of interest (λon = 823.20 nm or λoff = 847.00 nm) for the LAS
measurements. The filters may be employed to isolate the λon or λoff backscatter in cases where
sunlight saturates the returns.

Figure 4.4. Spectral reflectance as a function of wavelength for Spectralon® white
reference panel, as acquired with the ASD FieldSpec 4 spectroradiometer through (1)
receiver Channel 1 (uncoated, full-spectrum optics), and (2) receiver Channel 2 (NIRoptimized optics) without additional filtering, and (3) receiver Channel 2 with
interchangeable narrowband filters (measured transmission peaks of 820 nm and 852 nm
and full-width at half-maximum [FWHM] of 11 nm).

For each of the spectra, increased levels of noise were observed for the wavelengths near
the edges of each detector range. The noise was primarily attributed to the lack of sensitivity of
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the silicon and InGaAs detectors at the edges of the ranges (ASD 1999, Hueni and Bialek 2017).
The statistical metrics for each of the three detector ranges of a typical baseline spectrum, as
observed via Channel 1 (presented previously in Figure 4.4), are summarized in Table 4.2. The
SWIR 1 range (1001–1800 nm) was the most stable, followed by the VNIR range (350–1000
nm), and then the SWIR 2 range (1801–2500 nm). The measured signal-to-noise ratio (SNR)
was greatest for the VNIR range. These findings matched other findings in the literature (ASD
1999, Hueni and Bialek 2017). Furthermore, it is hypothesized that the mismatch in the FOV
between the VNIR and SWIR bands, as illustrated previously in Figure 4.3, may be a factor in
the spectral noise, due to inconsistent specimen uniformity (surface roughness) between different
FOV. Although the maximum range tested was 60 m (Figure 4.5), the effect that the difference
in the FOV between the VNIR and SWIR bands has on the SNR is hypothesized to increase at
longer distances. This hypothesis will continue to be tested in future work, especially when
performing field measurements at long ranges.

Table 4.2. Statistical metrics for the baseline spectrum (Spectralon® panel) observed via
Channel 1.
Statistical Metric
(Reflectance Units)
Mean
Variance
Sum of Squares of Deviations
Standard Deviation
Noise Equivalent Radiance
(W⋅cm-2⋅nm-1⋅sr-1)†
Signal-to-Noise Ratio
(Radiance Units)†

VNIR Range*
(350–1000 nm)
1.00
1.11 × 10−3
7.07 × 10−1
3.34 × 10−2

SWIR 1 Range
(1001–1800 nm)
1.01
2.00 × 10−4
1.60 × 10−1
1.41 × 10−2

SWIR 2 Range*
(1801–2500 nm)
0.976
4.10 × 10−3
2.83
6.40 × 10−2

9.2 × 10−10

1.7 × 10−9

7.5 × 10−10

42

25

26

*Erroneous reflectance values greater than 1.2 at the near (350 nm) and far (2500 nm) edges
of the wavelength range were excluded from the statistical summary (approximately 1% of the
2151 individual wavelength bands). †Typical values for the midpoint of each wavelength range
(measured at 700, 1400, and 2100 nm).
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Both receiver channels shared common optical elements (“coated” and “uncoated”),
namely the UHTC-coated telescope, and the uncoated field lens, collimating lens, and
beamsplitter (see Table 4.1 for specifications). Although the UHTC was optimized by the
telescope manufacturer for wavelengths in the visible range (450–700 nm) for astronomic
observations, there was no evidence that the UHTC adversely affected transmission of light
outside of this range. To maximize the transmission of full-spectrum light through the
hyperspectral channel (Channel 1), the remaining optical elements (common field lens, common
collimating lens, common beamsplitter, and the focusing lenses within Channel 1) were
uncoated. However, the lens substrates reduced transmission efficiency at longer wavelengths.
For example, according to data provided by Thorlabs, transmission of light at 2200 nm was
reduced by 10.7% and 9.7% from maximum for the common lenses and the Channel 1 lenses,
respectively. Furthermore, due to the wavelength-dependent focal length of the lenses,
defocusing of the light most likely occurred at the shortest and longest wavelengths in the
spectrum. To optimize detection of the λon and λoff backscattered signals for the LAS
measurements, the design wavelength of the common lenses, after the light was collected by the
telescope, was 835 nm (mean wavelength between absorption lines). Similarly, the focal lengths
of the lens pair within Channel 2 were optimized for 835 nm. However, the design wavelength
of the hyperspectral channel was 1425 nm (mean wavelength of receiver bandwidth). According
to data provided by Thorlabs, the sum of the focal length shifts for the pair of uncoated lenses in
the hyperspectral channel was +0.79 mm at 2200 nm and −0.52 mm at 500 nm. The effects of
transmission losses and defocusing were noted for completeness, but were considered to have an
insignificant impact on the measurements, based on the observed SNR.
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The relative reflectance spectra of the four tested soil specimens, as acquired via the
uncoated optical elements on Channel 1 (hyperspectral channel), are presented as a function of
wavelength in Figure 4.5. The kaolinite soil was the most reflective, followed by the Ottawa
sand, while the coarse river sand was less reflective than the Donna Fill at wavelengths below
1000 nm and more reflective than the Donna Fill at wavelengths above 1000 nm. The kaolinite
soil spectra exhibited water absorption features around the 970 nm, 1400 nm and 1900 nm
wavelength bands with characteristic doublets in the 1400 nm and 2200 nm regions. The Ottawa
sand, coarse river sand, and the Donna Fill spectra exhibited absorption features around the 1900
nm wavelength band, with otherwise milder or non-distinguishable features. Although the
specimens tested in this study were dry, the hygroscopic moisture content likely affected the
fine-grained kaolinite soil more than the other specimens. Typical hygroscopic moisture
contents (gravimetric) were determined to be ~1% for the kaolinite soil, <0.2% for the Donna
Fill, ~0.1% for the Ottawa sand, and <0.1% for the coarse river sand.
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Figure 4.5. Relative spectral reflectance as a function of wavelength for four soil types
(kaolinite, Ottawa sand, Donna Fill, and coarse river sand), as acquired with the ASD
FieldSpec 4 spectrometer through receiver Channel 1, in a laboratory setting, for distances
of 20, 35, and 60 m and an incidence angle of 32°.

As the observation distance increased, the magnitude of the reflectance for each of the
tested specimens generally decreased across the range of wavelengths. However, the shape of
each of the spectra was consistent, regardless of distance from the receiver, indicating collection
of reliable measurements, independent of the range to target, was possible. The relatively large
drop in reflectance, observed for the Ottawa sand specimen at a distance of 60 m, was attributed
to the specimen sliding gently due to gravity (resulting in a slightly shallower incidence angle for
this measurement). As the specimens were tested in an indoor laboratory environment and under
direct illumination of an artificial full-spectrum lamp, no long-path atmospheric absorption or
solar absorption features were observed (ASD 1999). Thus, the presence of absorption features
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indicated that even under laboratory conditions (low relative humidity), the measurements were
sensitive to absorption and scattering en route to the receiver. The general decrease in
reflectance with an increase in range is believed to be attributed to the absorption and scattering,
while the increase in the FOV diameter may also be a factor. Future experimental verification is
required to verify these hypotheses.
The stable environmental conditions of the laboratory setting minimized the temperatureinduced radiometric errors (Hueni and Bialek 2017) that are typical of the spectroradiometer
instrument. A 1-hour warm-up period, before measurements were collected, further minimized
these errors. Although frequent referencing of the Spectralon® standard to establish a baseline
for subsequent measurements is recommended by the manufacturer, only one reference was
collected for each range (20, 35, and 60 m). Future measurements performed in an outdoor field
setting will be more sensitive to changes in temperature and illumination conditions (solar
irradiation) and may require more frequent referencing of the Spectralon® panel or a companion
spectrometer to measure a reference simultaneously. Atmospheric attenuation, due to absorption
and scattering by water vapor and other aerosols along the receiver path, will necessitate
corrections to derive exact reflectance measurements. These corrections will be achieved using
the LAS measurement system of the SOLAS instrument, as described previously (Salazar et al.
2019), and will be addressed in future work.
4.8. Conclusions
A multi-channel optical receiver was designed and tested for inclusion within a new
ground-based, topographic, hyperspectral lidar instrument, called the soil observation laser
absorption spectrometer (SOLAS). The primary aperture of the receiver is a 203-mm diameter
telescope that focuses backscattered light into an optical beamsplitting array to enable
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simultaneous data collection via two channels. One of the channels collects hyperspectral
radiometric measurements across the visible near-infrared (VNIR) and shortwave infrared
(SWIR) ranges (350–2500 nm), while the other channel directs light into a pair of near-infrared
photodetectors for range-resolved, laser absorption spectrometry (LAS) measurements in the
820–850 nm region. Testing of each of the channels, in a laboratory setting, demonstrated the
suitability of the receiver design for measurements of the wavelengths of interest. Specifically,
the hyperspectral channel was optimized to collect light from 350 nm to 2500 nm, while the LAS
channel was optimized to detect backscattered energy from transmitted laser absorption lines of
823.20 nm and 847.00 nm.
Testing of four different soil specimens (kaolinite, Ottawa sand, Donna Fill, and coarse
river sand), at various distances from the receiver (20, 35, and 60 m), indicated that reliable
hyperspectral measurements could be collected, independent of the range to target. Increased
noise was observed in the VNIR and SWIR bands, particularly for the wavelengths near the
edges of each detector measurement range (350, 1000, 1800, and 2500 nm), which was attributed
to lack of instrument sensitivity in these bands. Some of the observed noise was also attributed
to diverging fields of view for the VNIR and SWIR bands and wavelength-dependent
transmission losses and defocusing of the received light. Future development of the LAS
channel will enable atmospheric corrections for long-range hyperspectral measurements (up to 1
km or greater) and has the potential to improve ground-based optical remote sensing practices.
Envisioned applications for the receiver, as part of the SOLAS instrument, include rapid
classification of soils, rocks and minerals, and vegetation for ecological or agronomic research,
forensic investigations of natural hazards (e.g., wildfire-induced erosion and debris flows), or
monitoring of earth construction sites (e.g., mine tailings). Future measurements from the
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terrestrial platform of the SOLAS may provide ground-truth data for airborne or forthcoming
spaceborne missions, such as PRISMA, EnMAP, HISUI, and HyspIRI (Loizzo et al. 2016,
Guanter et al. 2015, Tanii et al. 2017, JPL 2018). More information on the complete SOLAS
instrument is available in Salazar et al. (2019).
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CHAPTER 5: VALIDATION OF A GROUND-BASED TELESCOPE-ASSISTED
HYPERSPECTRAL REMOTE SENSOR

5.1. Chapter Overview
A description of various indoor and outdoor trials that were conducted with the SOLAS
hyperspectral receiver are presented in this chapter. The results were compared with
conventional reflectance spectroscopy measurements that were acquired at proximal range 1) in
the laboratory under artificial illumination, and 2) outdoors under solar illumination conditions.
Additionally, the signal noise was characterized and compared for each of the tests.
The limitations of the Salazar and Coffman (2019b) paper are outlined in Section 5.2.
The full citation for the manuscript is included in Section 5.3, followed by the abstract in Section
5.4. Contained within Section 5.5 are the introduction and motivation for the paper. The
methods that were employed to test the SOLAS under various conditions are described in
Section 5.6 and the results from the tests are discussed in Section 5.7. Section 5.8 contains
concluding remarks.
5.2. Limitations of the Described Study
The focus of the work described in this chapter was the testing of the SOLAS
hyperspectral receiver, including the first outdoor measurements collected with the instrument.
Although many trials were conducted as part of the development of the SOLAS, the manuscript
contains only selected results from trials that were used to quantify the utility of the
measurement technique. Moreover, the study did not incorporate the active laser transmitting
portion of the instrument, nor the associated laser absorption spectrometry (LAS) measurements.
While the paper included some discussion about envisioned applications of the technique, further
testing is required to validate the full functionality of the SOLAS, especially at longer ranges.
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5.3. Validation of a Ground-Based Telescope-Assisted Hyperspectral Remote Sensor
Reference
Salazar, Sean E. and Coffman, Richard A., “Validation of a Ground-Based Telescope-Assisted
Hyperspectral Remote Sensor,” Journal of Applied Remote Sensing. Submitted for Review.
Manuscript Number: JARS 190527.
5.4. Abstract
The utility of the ground-based soil observation laser absorption spectrometer (SOLAS)
was demonstrated through spectral reflectance measurements of five soil types during
laboratory- and field-based collection. The SOLAS telescope-assisted measurements, acquired
under solar and artificial illumination, from ranges of 40 to 144 meters, respectively, were
compared with proximal measurements. The spectra acquired at range compared well with the
spectra acquired proximally. Specimen type, range-dependent spatial resolution, and
environmental conditions are discussed herein. The signal-to-noise ratio (SNR) was assessed
and is presented as a function of wavelength for the spectral range of the receiver for each
measurement condition. The proximal measurements performed outdoors, under solar
illumination, had the greatest SNR, while the remote measurements performed indoors, under
artificial illumination, had the lowest SNR. For the outdoor measurements, loss of signal was
observed around the 1400 nm and 1900 nm bands, due to long-path atmospheric water vapor
absorption. Future improvements to the SOLAS remote sensor, discussed herein, will enable
measurements of reflectance over longer ranges. Envisioned applications include remote
characterization of surface materials for large earth construction projects (e.g. surface mines,
tailings), for geohazard investigations, or for ground truthing of current and future multi- and
hyperspectral satellite data.
Keywords: instrument development, hyperspectral, reflectance, spectroradiometry,
telescope, soil
83

5.5. Introduction and Background
Hyperspectral sensing, primarily in the visible near-infrared (VNIR) and shortwave
infrared (SWIR) ranges, has become increasingly utilized for ecologic (Adam et al. 2010),
geologic (van der Meer et al. 2012), civil engineering (Waruru et al. 2014), and agronomic
(Pasolli et al. 2018) applications. While high spectral resolution (≤ 10 nm) sensing for rapid
characterization of rocks, minerals, soils and vegetation is commonly performed at the proximal
range (< 1 meter), remote measurements with increasingly higher spectral and spatial resolutions
have been demonstrated (Goetz 2009, Schaepman et al. 2009). The proliferation of compact
sensors has enabled portable and accurate measurements of spectral reflectance from groundbased, manned- and unmanned aircraft, and even from spaceborne platforms. The prototype soil
observation laser absorption spectrometer (SOLAS), that is discussed in this paper, enabled high
resolution measurements at ranges greater than conventional proximal measurements, while
maintaining cost and deployment feasibility. This type of device is needed because previous
airborne missions have been cost prohibitive, and continuous, full-spectrum sensors have not
overcome payload limitations for unmanned platforms.
The development of the SOLAS was described previously in the literature (Salazar et al.
2019, Salazar and Coffman 2019). The SOLAS utilizes a portable, tripod-mounted telescope
that collimates reflected light through an optical receiver into a high radiometric-resolution
spectroradiometer (Analytical Spectral Devices [ASD] FieldSpec 4 Hi-Res; Malvern Panalytical
Ltd., Malvern, United Kingdom). Light is detected on 2151 continuous bands from the
ultraviolet to SWIR wavelengths. The FieldSpec instrument utilizes a silicon detector for the
VNIR wavelength range (350 – 1000 nm) with a spectral resolution of 3 nm and a sampling
interval of 1.4 nm. A pair of thermoelectric-cooled indium gallium arsenide (InGaAs) detectors
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provide a spectral resolution of 8 nm and a sampling interval of 1.1 nm for the SWIR wavelength
ranges including 1001 – 1800 nm and 1801 – 2500 nm, respectively.
The motivation for this paper was to demonstrate the utility of the telescope-assisted
hyperspectral measurements through indoor (laboratory) and outdoor (field) collection using
different soil specimens as targets. Presented in this paper are 1) the methods used to collect
data, 2) the collected data, and 3) an accompanying discussion of the results. Additionally, the
signal noise of the measurements is characterized as a function of wavelength across the entire
receiver spectrum and future improvements to the SOLAS receiving system are suggested.
5.6. Methods
The SOLAS receiver was tested in an indoor and an outdoor environment, at various
ranges from the target. Proximal range measurements, performed both indoors and outdoors,
were also collected to provide comparisons for the telescope-assisted measurements. The
methods that were used to collect the hyperspectral data are described herein.
5.6.1. Indoor and Outdoor Proximal Range Data Collection
Specimens consisting of five different soil materials (Ottawa sand, coarse river sand,
Donna Fill, bentonite soil, and kaolinite soil) were characterized in the laboratory using a
benchtop setup. An 8-degree field-of-view (FOV) fore optic was attached to the end of the fiberoptic bundle leading to the ASD FieldSpec 4 spectroradiometer. The setup, depicted in Figure
5.1, was similar to that used by other researchers (Garner 2017), and as recommended by ASD
for conventional measurements in the laboratory or field. A 25 cm by 25 cm, calibrated
reference panel (Spectralon®; Labsphere Inc., North Sutton, New Hampshire, USA) was placed
in the field of view of the fore optic. For proximal, near-field range (< 1 meter) measurements,
the perpendicular diameter of the field of view, 𝐷𝐷𝐹𝐹𝐹𝐹𝐹𝐹 , was determined using Equation 5.1,
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𝜃𝜃

𝐷𝐷𝐹𝐹𝐹𝐹𝐹𝐹 = 𝐷𝐷𝐹𝐹.𝑂𝑂. + 2 ∙ 𝑅𝑅 ∙ 𝑡𝑡𝑡𝑡𝑡𝑡 �2� ,

Equation 5.1

where 𝐷𝐷𝐹𝐹.𝑂𝑂. was the diameter of the fore optic lens, R was the range, and θ was the angular fieldof-view in degrees. The perpendicular 𝐷𝐷𝐹𝐹𝐹𝐹𝐹𝐹 for the aforementioned laboratory setup

corresponded with the perpendicular 𝐷𝐷𝐹𝐹𝐹𝐹𝐹𝐹 for the SOLAS receiver for ranges of 20, 35, 50, 60,

and 100 m. The distance between the fore optic and the target surface, equivalent to the 𝐷𝐷𝐹𝐹𝐹𝐹𝐹𝐹 at

a given range in the field, was determined using the relationship presented in Equation 5.1.

ASD Illuminator
halogen lamp

Laptop

ASD FieldSpec 4

8° fore optic

Spectralon panel

Figure 5.1. Labeled photograph of the laboratory setup, as used to collect proximal range
spectral reflectance measurements with the ASD FieldSpec 4 Hi-Res spectroradiometer
(pictured with calibrated Spectralon® reference panel as target).

The incidence angle of the fore optic, relative to the target surface, was set to 30 degrees
to match typical field scale measurements performed using the SOLAS. A tungsten quartz, fullspectrum, halogen lamp (ASD “Illuminator”) was directed perpendicular to the target surface.
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The FieldSpec 4 instrument and Illuminator lamp were allowed to warm up for one hour before
any spectra were acquired to minimize temperature-induced radiometric errors. The following
procedure was used for a set of measurements, provided each 𝐷𝐷𝐹𝐹𝐹𝐹𝐹𝐹 equivalent range. The fore
optic was centered on the Spectralon panel, the instrument settings were optimized within the
ASD RS3 software, and ten reference spectra were collected for a given acquisition. After
referencing of the Spectralon panel, the panel was successively replaced with one of seven 25cm diameter, dry soil specimens (Ottawa sand, coarse river sand, Donna Fill with smooth and
rough surface textures, bentonite soil, or kaolinite soil with smooth and rough surface textures).
Like with the reference panel, ten spectra were collected for each specimen. A summary of the
baseline measurements acquired for the soil specimens, as collected from proximal range
distances while indoors, is presented in Table 5.1.
The five soil types were also tested outdoors, under solar illumination. The
aforementioned procedures were repeated to collect reflectance spectra at a proximal range of 12
cm with an incidence angle of 44 degrees and an illumination angle of approximately 60 degrees
relative to the target surface. The DFOV was 2.4 cm, equivalent to a SOLAS measurement at 40
m from the target. The resulting spectra served as a comparison for the SOLAS measurements
that are described in Section 5.6.3. A summary of the measurements acquired for the soil
specimens, as collected from proximal range while outdoors, is presented in Table 5.2.
The specimens that were tested were selected because of previous studies in which
benchmark characteristics were determined for the soils (Garner 2017). A brief description of
each of the soil types follows. The Ottawa sand (Humboldt Mfg. Co., Elgin, Illinois, USA) was
a pure silica (SiO2) sand. The coarse, quartzitic river sand was sourced from the Arkansas River
(Arkhola, Van Buren, Arkansas, USA). The Donna Fill (Donna Fill Co., Little Rock, Arkansas,
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USA) was a synthetic nepheline synetite material that was dark gray in color. The bentonite soil
was a tan-colored Smectitic clay (PondSealTM) that was sourced from Wyoming, USA. The
kaolinite soil was a commercial KaoWhite-S product (Thiele Kaolin Co., Sandersville, Georgia,
USA).

Table 5.1. Summary of measurements acquired indoors, at proximal ranges, under
artificial illumination.
Acquisition
Number

Target

1, 9, 17, 25, 33

Spectralon®

2, 10, 18, 26, 34

Ottawa sand

3, 11, 19, 27, 35

Coarse sand

4, 12, 20, 28, 36

Donna Fill (smooth)

5, 13, 21, 29, 37

Donna Fill (rough)

6, 14, 22, 30, 38

Bentonite

7, 15, 23, 31, 39

Kaolinite (smooth)

8, 16, 24, 32, 40

Kaolinite (rough)

Incidence
Angle (°)

30

Illumination
Angle (°)

90

Range
(cm)

Corresponding
Range (m)

DFOV
(cm)

3

20

1.2

10

35

2.1

16

50

3.1

21

60

3.7

38

100

6.1

Artificial
Illumination
30º

90º
Target
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Table 5.2. Summary of measurements acquired outdoors, at proximal range, under solar
illumination.
Acquisition
Number

Target

Incidence
Angle (°)

Illumination
Angle (°)

Range (cm)

DFOV (cm)

1

Spectralon®

44

~ 60

12

2.4

2

Ottawa sand

3

Coarse sand

4

Donna Fill

5

Bentonite

6

Kaolinite

15º
29º

5.6.2. Indoor Intermediate Range Data Collection
The five soil types that were tested in the laboratory at proximal range distances were
also tested indoors along the length of a 120-m long interior hallway, located within the
University of Arkansas Engineering Research Center (ENRC). The specimens were tested at a
range of 114 m (maximum available distance while indoors within ENRC) using the SOLAS
receiver. Each specimen was 25 cm in diameter and was prepared dry or as a wet mixture (at
various water contents close to saturation of the pore space). The target was inclined at an angle
of 29 degrees relative to the ground surface and the SOLAS receiver was declined at 1 degree
relative to the ground surface. Therefore, the effective incidence angle relative to the target was
30 degrees. The Illuminator lamp was directed perpendicular to the target surface. The angular
FOV of the SOLAS receiver was 3.5 ×10-2 degrees; the range-dependent DFOV of the SOLAS

receiver was previously described in more detail (Salazar and Coffman 2019). After referencing
the Spectralon panel, each of the ten specimens was placed within the field of view of the
receiver and ten reflectance spectra were collected for each of the specimens. A summary of the
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intermediate range measurements, as acquired indoors at a range of 114 m, is presented in Table
5.3.

Table 5.3. Summary of measurements acquired indoors, at a range of 114 m, under
artificial illumination.
Acquisition
Number

Target

Incidence
Angle (°)

Illumination
Angle (°)

Range (m)

DFOV (cm)

1

Spectralon®

30

90

114

7.0

2

Ottawa sand (dry)

3

Ottawa sand (wet)

4

Coarse sand (dry)

5

Coarse sand (wet)

6

Donna Fill (dry)

7

Donna Fill (wet)

8

Bentonite (dry)

9

Bentonite (wet)

10

Kaolinite (dry)

11

Kaolinite (wet)

1º
114 m

29º

3.5 × 10−2 ° FOV

5.6.3. Outdoor Intermediate Range Data Collection
The SOLAS receiver was tested in an outdoor environment at the Cato Springs Research
Center (CSRC) that is located south of the University of Arkansas campus. The same five soil
types that were tested indoors (dry condition only) were tested outdoors at a range of 40 m. The
SOLAS device was set up on the rooftop of the CSRC, as depicted in Figure 5.2, to allow for a
better vantage point and a greater incidence angle relative to the target. Similar to the indoor
trials, the target was inclined 29 degrees relative to the ground, while the SOLAS receiver was
declined 15 degrees for an effective incidence angle of 44 degrees relative to the target. The
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illumination angle from the sun was approximated based on the time of year and time of day
using the spherical trigonometric relationship presented in Equation 5.2,
cos(𝜃𝜃𝑠𝑠 ) = sin(𝛷𝛷) ⋅ sin(𝛿𝛿) + cos(𝛷𝛷) ⋅ cos(𝛿𝛿) ⋅ cos(ℎ) ,

Equation 5.2

where θs is the solar zenith angle, Φ is the local latitude, δ is the sun declination, and h is the

hour angle (local solar time). During the readings, the sky was clear (no cloud coverage) at the
time of the measurements and the air temperature was 22°C with a humidity of 43% and a wind
speed of 20 km⋅h-1.
To determine the repeatability of the measurements under outdoor conditions and solar
illumination, the set of measurements was repeated twice within the span of 30 minutes. As
described in Section 5.6.1, the set of specimens was also tested at the proximal range (12 cm),
with the aforementioned 8-degree fore optic, under the same solar illumination conditions.
These proximal measurements provided a comparison to the outdoor measurements collected at a
range of 40 m. A summary of the intermediate range measurements, as acquired outdoors at a
range of 40 m, is presented in Table 5.4.
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Viewfinder

Multi-channel receiver relay
(Salazar and Coffman 2019)

ASD FieldSpec 4
spectroradiometer
Laptop

Figure 5.2. Labeled photograph of the field setup, as used to collect intermediate range
spectral reflectance measurements with the SOLAS telescope-enhanced receiver.
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Table 5.4. Summary of measurements acquired outdoors, at a range of 40 m, under solar
illumination.
Acquisition
Number

Target

Incidence
Angle (°)

Illumination
Angle (°)

Range (m)

DFOV (cm)

1, 7, 13

Spectralon®

44

~ 60

40

2.4

2, 8, 14

Ottawa sand

3, 9, 15

Coarse sand

4, 10, 16

Donna Fill

5, 11, 17

Bentonite

6, 12, 18

Kaolinite

15º
29º

5.6.4. Processing Methods
For each set of measurements, of a given specimen, the raw reflectance values were
averaged and normalized with respect to the Spectralon reference panel. The resulting
reflectance values were then plotted as a function of wavelength. While the proximal range
measurements did not require additional corrections, the SOLAS telescope-assisted
measurements, collected indoors, under artificial illumination, were splice corrected (Danner et
al. 2015) if an offset was observed at the transition wavelengths between the three instrument
detector ranges (VNIR, SWIR 1, and SWIR 2). For the measurements collected outdoors, under
solar illumination, the 1900-nm long-path water vapor absorption band interfered with the
aforementioned splice correction procedure at the 1800-nm detector transition. The spectra
collected outdoors were therefore not corrected. A Savitzky-Golay filter (Savitzky and Golay
1964) was applied to smooth all of the collected spectra, except for the indoor proximal range
measurements, which did not require filtering.
For each of the aforementioned sets of measurements, the noise was characterized. A
procedure outlined by ASD (ASD 1999, Fager 2019) was followed to determine the baseline
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noise of the detectors within the FieldSpec 4 instrument. The noise-equivalent radiance was
determined indoors at a proximal range using the Spectralon reference panel as the target, due to
the Lambertian reflectance properties of the panel across the 350–2500 nm range. The noiseequivalent radiance was used to derive the signal-to-noise ratio (SNR) across the range of
wavelengths for typical measurements 1) performed at proximal ranges using the 8-degree fore
optic indoors and outdoors, and 2) collected at various intermediate ranges using the SOLAS
telescope-enhanced receiver indoors and outdoors.
5.7. Results and Discussion
5.7.1. Indoor Proximal Range Measurements
The baseline spectra for each of the five materials that were tested in this study are
presented in Figure 5.3(a). Because the measurements were collected indoors, at proximal
ranges, and under artificial illumination, as described in Section 5.6.1, the resulting spectra were
expected to be smooth and to contain minimal noise. The spectra are presented in terms of
absolute reflectance with respect to wavelength to allow for comparison with United States
Geological Survey (USGS) Spectral Library data (Kokaly et al. 2017). The spectra for the
Ottawa sand [Figure 5.3(b)], bentonite soil [Figure 5.3(c)], and kaolinite soil [Figure 5.3(d)]
specimens generally matched the USGS standards. the USGS spectral library did not contain a
material named “bentonite”. The closest match within the database was a Montmorillonite clay
soil. Although both soils are in the Smectite group and share mineralogical properties, it is likely
that the color of the soil and perhaps the particle size distribution differed. Moreover, the USGS
reflectance spectra were collected with similar, though different, ASD spectroradiometers and
with a perpendicular incidence angle.
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As presented in Figure 5.3(d), the surface roughness had an influence on the amplitude of the
reflectance values, while the general trends, including absorption features, were well preserved.
The kaolinite soil specimen that was prepared with a smooth surface texture reflected more light
across the entire VNIR and SWIR wavelength range than the kaolinite soil specimen that was
prepared with a rough surface texture. A similar, though less pronounced, effect was observed
for the darker Donna Fill specimens that were prepared with smooth and rough surface textures.
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Figure 5.3. Absolute reflectance spectra for dry specimens of (a) five soil types collected
indoors at proximal ranges, (b) Ottawa sand, (c) bentonite soil, and (d) kaolinite soil, as
compared with the USGS spectral library standards (Kokaly et al. 2017).

Another factor that affected the spectral amplitude was the range-dependent field of view
diameter, DFOV or spatial resolution, of the measurements. An increase in DFOV generally
resulted in an increase in the reflectance values across the wavelength range, as presented in
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Figure 5.4 for the rough-textured kaolinite soil and Donna Fill specimens. This was likely due to
more light being reflected into the fore optic, given an increase in the distance between the fore
optic and the target surface. For DFOV greater than 6 cm, the effect of range on the spectral
amplitude was negligible. Likewise, the effect was insignificant for the other soil specimens,
including the smooth-textured kaolinite and Donna Fill specimens (not presented in Figure 5.4).
1

1

0.8

Absolute Reflectance, R, [R/RREF]

Absolute Reflectance, R, [R/RREF]

Kaolinite (rough)

0.6

0.4
In order, top down:
100-m equivalent FOV
60-m equivalent FOV
50-m equivalent FOV
35-m equivalent FOV
20-m equivalent FOV

0.2

Proximal range
Artificial illumination
30° incidence angle

Proximal range
Artificial illumination
30° incidence angle

0

0.8
In order, top down:
100-m equivalent FOV
60-m equivalent FOV
50-m equivalent FOV
35-m equivalent FOV
20-m equivalent FOV

0.6

0.4

0.2

Donna Fill (rough)

0
400

800

1200

1600

2000

2400

400

800

1200

1600

Wavelength, λ, [nm]

Wavelength, λ, [nm]

(a)

(b)

2000

2400

Figure 5.4. Absolute reflectance spectra for dry specimens of (a) kaolinite soil with a rough
surface texture, and (b) Donna Fill with a rough surface texture, collected indoors at
proximal ranges corresponding to equivalent field of view (FOV) diameters, as observed
with the SOLAS at distances of 20, 35, 50, 60, and 100 m from the target.

5.7.2. Indoor and Outdoor Intermediate Range Measurements
The results from the indoor intermediate range measurements that were described in
Section 5.6.2, collected at a range of 114 meters, are presented in Figure 5.5 along with the
aforementioned proximal range measurements for comparison. Although other indoor
measurements were presented by the authors previously (Salazar and Coffman 2019), the
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measurements were limited to a range of 60 meters. The telescope-assisted measurements
contained increased levels of noise over those presented previously (Salazar and Coffman 2019),
especially in the SWIR wavelength range (λ > 1000 nm). It is hypothesized that this was due to
the SOLAS receiver not being properly centered on the target, which affected the SWIR
wavelengths more than the VNIR wavelengths, due to the range-dependent divergence in the
field of view. This was a topic discussed previously by the authors (Salazar and Coffman 2019).
It is also possible that the primary mirror of the telescope was not finely focused before
measurements were acquired. In addition to the dry soil specimens that were tested indoors at
proximal and intermediate ranges, the spectra for the wet soil specimens, tested indoors at the
intermediate range, are presented in Figure 5.5.
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Figure 5.5. Reflectance spectra acquired indoors, at proximal range, and indoors at a range
of 114 m for dry and wet specimens of (a) Ottawa sand and coarse river sand, (b) kaolinite
soil, (c) bentonite soil, and (d) Donna Fill.

The results for the outdoor intermediate range measurements that were described in Section
5.6.3 are presented in Figures 5.6 and 5.7. The repeatability of the measurements is
demonstrated in Figure 5.6. The average of the three measurements, acquired for each specimen
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using the SOLAS receiver at a range of 40 meters, is presented in Figure 5.7, alongside the
indoor and outdoor proximal measurements. When comparing the telescope-assisted
measurements to the spectra collected proximally, the DFOV was matched as closely as possible,
though the range-dependent DFOV effect was small, as discussed in Section 5.7.1. The indoor and
outdoor measurements compared well, generally; however, the outdoor measurements, acquired
under solar illumination, were dominated by the loss in signal-to-noise ratio (SNR) around the
1400 nm and 1900 nm bands, due to long-path water vapor absorption. The erroneous
reflectance values around these bands were preserved to illustrate the effect on the signal;
however, they are commonly removed in post-processing. As described in Section 5.6.4, the
transition between adjacent detectors in the FieldSpec instrument sometimes resulted in an offset
that was addressed with a simple splice correction procedure during processing. However, this
procedure was not applicable to the transition between the two SWIR detectors because of the
interference of the long-path water vapor absorption band.
Spectral signatures outside of the long-path absorption bands were identifiable. For example,
the kaolinite spectra contained the characteristic doublet feature in the 2200 nm region and the
bentonite spectra retained the signature in the 2200–2300 nm region. The Ottawa and river sands
contained weak features with signature peaks at 2140 nm followed by troughs at 2200 nm. As
expected, the Donna Fill spectra contained no distinguishable features.
The spectra for all of the specimens, collected with the SOLAS receiver, contained a feature
around the 970 nm water absorption band; however, the absorption feature was only discernible
for the kaolinite spectra. An inverted artifact with increased reflectivity was observed for the
sand, bentonite, and Donna Fill specimens. It is hypothesized that the decreased sensitivity at the
upper range of the VNIR detector and the lower range of the SWIR 1 detector, as discussed in
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Section 5.7.3, contributed to the artifact, with the possibility of the telescope amplifying the
effect.
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Figure 5.6. Three independent sets of reflectance spectra acquired outdoors under solar
illumination, over a period of 30 minutes, at a range of 40 m, for each dry specimen of (a)
Ottawa sand and coarse river sand, (b) kaolinite soil, (c) bentonite soil, and (d) Donna Fill.
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Figure 5.7. Reflectance spectra acquired indoors and outdoors, at proximal range, and
outdoors at a range of 40 m for dry specimens of (a) Ottawa sand and coarse river sand, (b)
kaolinite soil, (c) bentonite soil, and (d) Donna Fill.

5.7.3. Noise-Equivalent Radiance Characterization
The noise statistics for typical telescope-assisted measurements were presented
previously (Salazar and Coffman 2019); however, the noise was not previously characterized
across the entire VNIR to SWIR wavelength range. Therefore, for completeness, the noise102

equivalent radiance for the ASD FieldSpec 4 instrument is plotted as a function of wavelength in
Figure 5.8(a). For each of the three detectors, the measured noise was greatest near the edges of
each detector range, which is attributed to reduced sensitivity of the silicon and InGaAs detectors
at these wavelengths (ASD 1999, Hueni and Bialek 2017). While the SWIR 1 range (1001–1800
nm) was the most stable range statistically, it also contained the greatest noise-equivalentradiance value (7.5×10-9 W⋅cm-2⋅nm-1⋅sr-1 at 1001 nm).

As described in Section 5.6.4, the noise-equivalent radiance was used to derive the SNR

across the entire range of collected wavelengths. A plot of the SNR for typical indoor and
outdoor measurements, as acquired at proximal range, is presented in Figure 5.8(b). The
measurements acquired under solar illumination had a greater SNR than the measurements
acquired under artificial illumination, except for where the sunlight was absorbed by the
atmosphere. Similarly, as presented in Figure 5.8(c), a comparison of the SNR for telescopeassisted, remote measurements performed indoors and outdoors, indicated that the SNR was
greater for the outdoor measurements. A comparison of proximal and remote measurements,
acquired outdoors under solar illumination, revealed far greater SNR for the proximal
measurements, as presented in Figure 5.8(d).
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Figure 5.8. (a) Noise as a function of wavelength, as measured across the three detector
ranges of the ASD FieldSpec 4 spectroradiometer (one visible near-infrared [VNIR] and
two shortwave infrared [SWIR] detectors), and typical signal-to-noise ratios as functions of
wavelength for (b) indoor and outdoor measurements acquired at proximal range, (c)
indoor and outdoor, telescope-assisted measurements acquired at ranges of 100 m and 85
m, respectively, and (d) outdoor measurements acquired at proximal range and 85 m
(telescope-assisted).
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According to previous studies using ASD FieldSpec 4 instrument (Hueni and Bialek
2017), increased levels of noise were observed due to ambient temperature fluctuations and atsensor radiance levels. The noise manifested itself at the edges of each of the three detector
wavelength ranges in the form of radiometric ‘jumps’ between detectors; however, the noise was
always greatest at the far edges of the instrument range (near 350 nm and 2500 nm). The
ambient temperature-induced noise was minimized once the instrument had achieved internal
thermal equilibrium, requiring a one hour (minimum) warmup period. Ambient temperature
fluctuations of 5 °C or more also required time to achieve thermal equilibrium within the
instrument. It is recommended that future measurements are collected in radiance mode (as
opposed to reflectance mode). This will allow for the application of a parabolic correction
algorithm (available in the ASD software) before calculating reflectance factors for further
analysis. Corrections that were applied directly to the reflectance data, did not fully address the
thermal noise, nor were the corrections applicable to measurements that were affected by longpath water vapor absorption near the 1900 nm water band (as discussed previously in Section
5.7.2).
5.7.4. Limitations and Future Applications
The measurements that were collected for this study were limited by several factors. For
example, the maximum incidence angle of the reflectance measurements was limited primarily
by the angle of repose of the dry granular soil specimens (Ottawa and coarse river sands).
Despite this constraint, it was demonstrated that the SOLAS receiver could be utilized to collect
measurements from oblique targets that mimicked soil slopes and other natural surfaces.
Another major limitation for testing the maximum range of the SOLAS receiver was the size of
the Spectralon reference panel used in this study. Specifically, the range-dependent DFOV (spot

105

size) of the receiver could not exceed the elevation (effective height) of the target, which was
significantly reduced by the shallow incidence angles tested in this study. Conversely, the
azimuthal dimension of the field of view was not affected by the incidence angle.
A solution to the target size limitation is the incorporation of a companion spectrometer
that measures a reference simultaneous to the sample target (e.g. ASD FieldSpec Dual
methodology). This would eliminate the need for placing a reference panel downrange, making
long-range measurements more practical. An added benefit of near simultaneous referencing of
the Spectralon panel is the reduction of error associated with rapid changes in atmospheric
conditions (cloud cover, wind etc.). Although the outdoor measurements presented in this study
were collected under relatively stable atmospheric conditions, even small variations in the solar
irradiance or illumination angle resulted in changes in the amplitude of the reflectance spectra
and the SNR.
In the future, the SOLAS will incorporate differential laser absorption measurements
(Salazar et al. 2019). These measurements of atmospheric attenuation, due to absorption and
scattering by water vapor along the receiver path, will enable corrections to determine exact
reflectance measurements. Deployment of the SOLAS will enable remote classification of
surface materials over large areas that are hazardous or otherwise difficult-to-access. Examples
of the applications of the SOLAS include rapid characterization of rocks, minerals, soils, or
vegetation on slopes or outcroppings for economic geology, agriculture or forestry research,
monitoring earth construction projects (e.g. mining operations, tailings dams), or forensic
investigation of geohazards (e.g. landslides, debris flows). The SOLAS could also provide high
spatial, spectral, and temporal resolution ground truth data for current multispectral (e.g.
Sentinel-2; Drusch et al. 2012) or future hyperspectral (e.g. EnMAP; Guanter et al. 2015,
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HyspIRI; HyspIRI MCT 2018) satellite missions. More information about the SOLAS
instrument is available in the literature (Salazar et al. 2019, Salazar and Coffman 2019).
5.8. Conclusions
Hyperspectral reflectance measurements were acquired for five different soil types
(Ottawa sand, coarse river sand, Donna Fill, bentonite soil, and kaolinite soil) under artificial
illumination (indoors) and under solar illumination (outdoors). Telescope-assisted
measurements, acquired using the soil observation laser absorption spectrometer (SOLAS)
device, were demonstrated for intermediate ranges of 40 meters and 114 meters from the target.
Reflectance spectra, acquired at proximal range in the laboratory and in the field, were provided
for comparison. The spectra matched well, with distinguishable absorption and reflectance
features, characteristic of soil mineralogy. Additionally, the effect of specimen type, rangedependent spatial resolution, and environment on the measured reflectance was presented and
discussed.
The SNR of the measurements was determined as a function of wavelength for the full
spectral range of the receiver. The greatest overall SNR was observed for the proximal
measurements that were performed outdoors, followed by the proximal measurements that were
performed indoors, the remote measurements that were performed outside, and finally, the
remote measurements that were performed indoors. Signal loss around the 1400 nm and 1900
nm bands, due to long-path atmospheric water vapor absorption, was observed for the outdoor
measurements. Increased levels of noise, inherent to the design of the spectoradiometer, were
observed for the wavelengths near the edges of each detector range (350, 1000, 1800, and 2500
nm). Proper instrument warmup practices minimized the radiometric noise present in the signal,
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particularly at the transition from one detector to the next. Future development of the SOLAS
remote sensor will allow for derivation of exact reflectance measurements over longer ranges.
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CHAPTER 6: CONCLUSIONS
6.1. Chapter Overview
Outlined in this chapter are the conclusions that were drawn from this work. Some of the
highlights of the work are listed in Section 6.2. The major limitations of the work are described
in Section 6.3. Recommendations are provided in Section 6.4.
6.2. Highlights
The SOLAS technology that was developed in this work was designed, components were
procured, and a field-ruggedized and rapidly deployable instrument was fabricated and
assembled. The SOLAS receiver was successfully implemented to collect hyperspectral
reflectance measurements from soil targets at ranges of up to 114 meters from the instrument, as
documented in Chapter 5. Additional testing, not included in this work, indicated that
measurements could be collected at a range of 175 meters from the instrument. The SOLAS
therefore significantly extended the range of high spectral resolution reflectance measurements
beyond conventional field spectroscopy techniques at proximal distances. The range limitations
are further discussed in Section 6.3 and suggestions for increasing the range are provided in
Section 6.4.
While adoption of the ASD FieldSpec 4 spectroradiometer instrument into the SOLAS
platform reduced the typical signal-to-noise ratio (SNR) of measurements performed at proximal
range, an acceptable SNR was maintained for the telescope-assisted, intermediate range
measurements. For example, the typical peak SNR was approximately 16,000:1 for proximal
range measurements of the Spectralon reference panel, while the corresponding peak SNR was
1000:1 for a typical measurement at 85 m from the target under the same conditions. Because
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the SNR was heavily wavelength-dependent, these values were provided for illustration purposes
only. The average ratio of the proximal range SNR to the intermediate range SNR was 16:1.
The SOLAS transmitter was assembled and individual components were tested.
However, measurements with the active portion of the instrument were not collected, as
discussed in Section 6.3. Future improvements to the transmitter will enable integration of the
active measurements, as outlined in Section 6.4.
6.3. Limitations
Chapters 3, 4, and 5 contained discussions about the limitations of the SOLAS
technology. For reference, the limitations included:


low coupling efficiency between the free-space and fiber-based transmitting laser path(s)
(Section 3.9);



separate software used to acquire different sets of data (Section 3.9);



the range-dependent divergence in the field-of-view between the VNIR and SWIR
channels of the receiver (Section 4.6);



the oblique (shallow) incidence angles of the targets that were measured (Section 5.7.4);



the size of the targets that were measured in relation to the spot size of the SOLAS, given
the incidence angles (Section 5.7.4);



the need for a downrange reference panel for calibrated reflectance measurements
(Sections 3.9, 4.7, and 5.7.4);



the need for frequent referencing of the panel, even under clear sky conditions (Sections
3.9, 4.7, and 5.7.4);
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the sensitivity of the spectroradiometer to temperature-induced noise, when collecting
data over long periods of time or in fluctuating weather conditions, e.g. strong solar
irradiation or wind (Sections 4.7 and 5.7.3);

Additionally, the following limitations, not described in the preceding chapters, are noted.


The output polarization of the free-space laser beams, following optical isolation, did not
correspond with the input polarization of the fiber.



The 23.8 nm difference between the 823.2 nm on-line and 847.0 nm off-line wavelengths
required careful consideration for wavelength optimization. For components along the
common transmitter path (e.g. Mach-Zehnder modulator, tapered amplifier), the design
wavelength was selected as close to the middle of the on- and off-line wavelengths (i.e.
835 nm) as possible. The availability of off-the-shelf designs were limited, while custom
components were cost-prohibitive.



Soil properties, other than general classification of soil type, were not derived from
spectral reflectance measurements.

6.4. Recommendations
In accordance with the aforementioned limitations, the following recommendations will
facilitate future improvements to the SOLAS technology.


The efficiency of the SOLAS transmitter design could be improved with an all fiber
design, eliminating most of the losses that are due to coupling.



Custom software should be developed to provide a more cohesive data acquisition
scheme.
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A companion spectrometer should be utilized to enable simultaneous measurements of
the reference panel and the target. This will also make measurements more practical by
eliminating the need to place a reference downrange of the instrument.



To minimize the temperature-induced noise, a one-hour warmup period should precede
any data acquisition. Measurements should be collected in radiance mode, as opposed to
reflectance mode, to allow for radiometric corrections during data processing.



A waveplate (or set of waveplates) should be placed into the free-space laser beam
path(s) before the lasers enter the first fiber-coupling stage. This will ensure that the
input polarization of the laser beams matches the orientation of the polarizationmaintaining fiber optic cable of the Mach-Zehnder modulator.



The on-line and off-line wavelengths of the transmitting lasers that were selected are
suited to differential absorption measurements, but a simpler design that utilizes a single,
more widely tunable laser source is possible. This would simplify the design of the bulk
optics that are utilized to direct, shape, and modulate the transmitted light signal.
Alternatively, two lasers that are closer in wavelength would improve the efficiency of
the transmitter, due to component optimization over a narrower wavelength range.



Laser safety must be considered when using the SOLAS transmitter. Maximum
permissible exposure (MPE) limits must be observed when not wearing protective
eyewear. For more information about the MPE, refer to the University of Arkansas
Office of Environmental Health and Safety.



Future miniaturization of the SOLAS prototype will improve the instrument’s portability.
It is recommended that a low fidelity prototype is developed and tested for inclusion
aboard a small RPAS.
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APPENDIX
APPENDIX A: MISCELLANEOUS COMPONENT DESIGN AND TESTING
A.1. Chapter Overview
Additional component design and testing methods, that were not provided in the
preceding chapters, are presented herein. The transmitter components are discussed in Section
A.2 and the receiver components are discussed in Section A.3. In addition to the information
provided in this chapter, reference should be made to manufacturers’ user manuals for each
component for full specifications and safe handling and operation.
A.2. Transmitter Components
Details about the installation, calibration, and implementation of several of the key
transmitter components is discussed in this section. Reference to manufacturer user manuals is
made where appropriate. Furthermore, reference to additional data not explicitly contained
within this chapter, or contained in the Appendices, is made where appropriate. In the following
sections, laser safety precautions are paramount. Always wear protective goggles when working
with equipment that has the potential to emit laser radiation.

Class 3B and 4 Lasers
Hazardous to eye and skin from direct viewing,
specular, and diffuse reflections. Avoid direct eye or
skin exposure. Laser eyewear protection required at
all times. Maximum Permissible Exposure (MPE)
depends on power, wavelength and exposure
period.
Refer to the University of Arkansas Office of
Environmental Health and Safety (EH&S) Laser
Safety Manual. EH&S determines the MPE.
See also: ANSI Z136.1 - Safe Use of Lasers (2014);
ANSI Z136.5 - Safe Use of Lasers in Educational
Institutions (2009); ANSI Z136.6 - Safe Use of
Lasers Outdoors (2005).
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A.2.1. Laser Tuning
The pair of New Focus TLB-6817 Vortex external cavity diode lasers (ECDL) were
tuned to wavelength ranges centered at the desired on-line and off-line wavelengths by the
manufacturer (Newport Corporation; Irvine, California, USA). Specifically, the on-line
wavelength was tuned to 823.03nm to 823.35nm with a center wavelength (CWL) of 823.20nm,
while the off-line wavelength was tuned to 846.84nm to 847.14nm with a CWL of 847.00nm.
Fine-tuning of the lasing wavelength and of the output power was achieved by adjusting the
current and the voltage supplied to the laser heads via the laser controllers, as depicted in Figure
A.1. The full instructions for operation of the ECDL can be found in the TLB-6800 Vortex
PlusTM Laser System User’s Manual (New Focus 2014).

Figure A.1. Front panels of the model TLB-6800-LN tunable laser controllers displaying
recommended current supply to the model TLB-6817 Vortex ECDL.
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A.2.2. Optical Isolation
The free space laser beams required optical isolation to prevent back-reflections from
entering and damaging each ECDL. Isolators were placed in the beam path immediately
following transmission from each of the ECDL and the tapered optical semiconductor amplifier
(TSOA). The isolators were Thorlabs IO-5-850-HP free-space, adjustable, narrowband,
polarization-dependent Faraday isolators, except for the isolator following the 847.00 nm
wavelength ECDL (Model Number TLB-6817-P) which already had a similar, factory-installed
optical isolator mounted to the cavity output. All three isolators are depicted in Figure A.2.

(c)

(a)

(b)

Figure A.2. Optical isolators protecting (a) the 823.00 nm ECDL, (b) the 847.00 nm ECDL,
and (c) the TSOA.
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The isolators were rated for operation in the 810 – 890 nm wavelength range (as
presented in Figure A.3), but were tunable for center wavelengths between 835 nm and 865 nm.
Each isolator was initially aligned (height and orientation) so that the free-space laser beams
were centered through the 5-mm diameter aperture of each isolator. A Thorlabs S144C
integrating sphere indium gallium arsenide (InGaAs) photodiode was used in conjunction with a
Thorlabs PM100USB power meter to measure the transmission of the lasers through the isolators
operating in the forward mode. For each isolator, the slip ring cap screw was loosened and the
isolator was rotated until the power transmission was maximized, thereby aligning the input
polarizer to the laser’s plane of polarization. The screw was then tightened to lock the isolator
position in place. Each isolator was then operated in the reverse mode for fine-tuning. The
output polarizer setscrew was loosened and the polarizer was adjusted to minimize the
transmission through the isolator.

Figure A.3. Plot of optical isolation and transmission as functions of wavelength for the
Thorlabs IO-5-850-HP optical isolator (from Thorlabs 2019).
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The full instructions for optimization of the isolators are available in the IO-5-850-HP FreeSpace Isolator User Guide (Thorlabs 2014). The factory-installed isolator for the 847.00 nm
laser, depicted previously in Figure A.2(b), was fine-tuned by the manufacturer and was not
further adjustable.
A.2.3 Optical Amplification
The transmitting laser wavelengths were amplified to enable detection for long-range
targets. The modulated light was amplified with a Thorlabs TPA830P10-SP 14-pin butterfly
package TSOA. A schematic of the TSOA is presented as Figure A.4. A larger, fullydimensioned schematic of the amplifier is presented as Figure A.5.

Figure A.4. Schematic of the Thorlabs TPA830P10-SP butterfly package tapered
semiconductor optical amplifier with pin identification (from Thorlabs 2019).
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Figure A.5. Dimensioned schematic of the Thorlabs TPA830P10-SP butterfly package
tapered semiconductor optical amplifier (modified from Thorlabs 2019).

The TSOA was mounted to a thermoelectric-cooled (TEC) Arroyo Instruments (San Luis
Obispo, CA, USA) 205 TEC Butterfly LaserMount with the optional Fan Base for additional
thermal regulation. The pins of the TSOA were mapped to correspond with the mount’s internal
wiring (as depicted in Figure A.6), laser controller, and TEC controllers, as presented in Tables
A.1 and A.2. A photograph of the male plug and female socket for each connector type is
presented in Figure A.7. Additionally, a fiber management tray and cover were installed to
protect the TSOA during operation.
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Figure A.6. View from open bottom of the butterfly package tapered amplifier mount (left)
and open top of the optional fan base for additional thermal regulation (right).

8

1
15

9
1

5

6

9

Figure A.7. Front panel of the tapered amplifier mount with labelled DB-9 connector and
DB-15 connector male plugs for cables with corresponding female sockets.
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Table A.1. Pin-wire-connector identification for the tapered semiconductor optical
amplifier (TSOA), TSOA mount, TSOA controller, and thermoelectric-cooling (TEC).
TSOA Pin
Identification

Corresponding
Mount Pin-Outs

Wire Color

Description

1

8

Orange

TEC +

-

1,2

2

9

Blue

Thermistor (Chip)

-

7

3

10

-

NC*

-

-

4

11

-

NC

-

-

5

12

Purple

Thermistor (Chip)

-

8

6

13

-

NC

-

-

7

14

-

NC

-

-

8

1

-

NC

-

-

9

2

-

NC

-

-

10

3

Red

TSOA Anode

8,9

-

11

4

Black

TSOA Cathode

4,5

-

12

5

-

NC

-

-

13

6

Brown

Case (Chassis Ground)

Shell

-

14

7

Yellow

TEC -

-

3,4

-

-

White

NC

6

-

-

-

Green

NC

7

-

LaserPak DB-9
TECPak DB-15
Pin Identification Pin Identification

Table A.2. Pin identification for the TECPak DB-15 connector for thermoelectric-cooling
of the TSOA mount cold plate and fan base control.
Pin Identification Wire Color

Description

1,2

Red

TEC +

3,4
5,6

Black
-

TEC NC*

7

White

Thermistor

8

White

Thermistor

9

-

NC

10

-

NC

11

Red

Fan +

12

Black

Fan -

13

-

NC

14

-

NC

15

-

NC

*NC = No Connection
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Element
Cold Plate

Cold Plate

Fan Base

A.2.4. Alignment of the Bulk Optics
The aluminum floor of the sealed transmitter box served as the optical bench for
the components housed within the box as well as the heat sink for the ECDL and the Mach-Zehnder
modulator. All components were mounted to the floor using tapped holes and screws and the
majority of components were additionally mounted to height- and rotation-adjustable posts and
post-holders. The bottom of each ECDL head was intimately affixed to the floor with thermal
paste to enable the transfer of heat into the sink. Schematics of the drill patterns are presented in
Figures A.8 and A.9.
The height-above-floor of each of the seed laser beams was 50.82mm. Accordingly, the
posts, kinematic mirror mounts, and knife-edge mirror were adjusted in height and in rotation to
direct the paths of each of the beams into the first fiber-coupling stage located near the center of
the box, as depicted previously in Figure A.2. The optical isolator and fiber-coupling stage
immediately following the TSOA were adjusted to match the amplified beam height of 66.40mm.
The free space path of each laser was directed into the fiber optic path using the bulk optical
components. The free-space optical isolators (discussed previously in Section A.2.2) were placed
in the laser path immediately following the ECDL to eliminate potentially damaging backreflections. The dielectric mirrors were mounted to kinematic, 45-degree angled mirror mounts.
The optomechanical shutters (Thorlabs SH05) and beam samplers (Thorlabs BSF05-B) were
placed in the laser paths. The shutters provided a mechanical fail-safe for each of the beams, while
the samplers picked off 1–10 percent of the beam to enable instantaneous laser power
measurements with the pair of integrating spheres. To aid in co-alignment of the laser beams, one
of the integrating spheres was used to measure the power before entering the first fiber-coupling
stage, as depicted in Figures A.10 and A.11.
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Figure A.8. Drill pattern for the box floor and wall with cable throughputs.
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Figure A.9. Drill pattern for the box floor with additional mounting points.
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823.20 nm laser
Integrating sphere

Knife-edge mirror

847.00 nm laser

Figure A.10. Knife-edge mirror directing laser beams into a co-aligned laser path; pictured
is the primary fiber-coupling stage replaced by an integrating sphere used to measure the
laser power.

(a)

(b)

Figure A.11. Screenshots displaying integrating sphere power measurements along the
laser path after co-alignment, immediately following the knife-edge mirror for (a) the
823.20 nm laser and (b) the 847.00 nm laser.
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A.3. Receiver Components
The multichannel optical receiver was designed to collect light from the receiving
aperture (telescope) and direct the light into two separate receiving channels (the hyperspectral
channel and the laser absorption spectrometry [LAS] measurements channel). The lenses
mounted within the receiver were selected based on the form type (shape), focal length, and
transmittance characteristics (coating type). To optimize detection of the online (823.20 nm) and
offline (847.00 nm) backscattered signals, the common lenses (Thorlabs LB1471 field lens and
Thorlabs LBF254-050 collimating lens) were optomechanically aligned for a CWL of 835 nm
(mean wavelength between absorption lines). The field lens and the collimating lens were
uncoated to allow maximum optical transmission from the ultraviolet to shortwave infrared range
(350 – 2500 nm). Similarly, the focusing lenses in the hyperspectral channel were uncoated.
The focal lengths were aligned for a CWL of 1425 nm (mean wavelength of receiver bandwidth).
The focusing lenses in the LAS channel were coated for optimal light transmission in the spectral
region of 650 – 1050 nm. Like the common lenses, the focal lengths were aligned to 835 nm.
The thick lens formula (Equation A.1 and Equation A.2) was utilized to calculate the
focal lengths for the field and collimating lenses (bi-convex and best form spherical lens shapes,
respectively) and for the focusing lenses for the LAS receiver channel (achromatic doublet
lenses). The aspheric lens equation (Equation A.3) was used in conjunction with the values
presented in Table A.3 for the uncoated aspheres used for the hyperspectral channel. Each of the
lens shapes are represented by schematics in Figure A.12.

 1 1 t  (n  1) 
1
 (n  1)     c

f
 R1 R2 n  R1  R2 

Morgan (1953)
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Equation A.1

h1  

z

tc  f  (n  1)
R2  n

h2  

Y2

Y2
R  1  1  (1  k )  2

R







t c  f  (n  1)
R1  n

Morgan (1953)

Equation A.2

 A4  Y 4  A6  Y 6      An  Y n      A16  Y 16

Equation A.3

In Equation A.1, f is the focal length of the lens, n is the index of refraction of the lens material,
R1 and R2 are the radii of curvature of the first and second surfaces of the lens, respectively, and
tc is the center thickness of the lens. In Equation A.2, h1 and h2 are the principal plane distances.
In Equation A.3, z is the sag (surface profile), Y is the radial distance from the optical axis, k is
the conic constant, and An is the nth order aspheric coefficient. Lens data from Thorlabs (2019).

Table A.3. Constants for the uncoated aspherical lenses.

Constant
R
k
A4
A6
A8
A10
A12
A14
A16

Thorlabs AL108*
Side 1
Side 2
6.215 mm
Plano
-1
-4
2.0059414 x 10
-7
-1.0498431 x 10
-8
-1.1263556 x 10
-10
-1.0201221 x 10
-13
8.4002262 x 10
-15
4.6362363 x 10
-16
1.2062946 x 10
-

Thorlabs AL1512†
Side 1
Side 2
9.32 mm
Plano
-1
-5
5.7598697 x 10
-8
-2.503422 x 10
-10
-6.7519988 x 10
-12
-2.0018474 x 10
-15
3.8684828 x 10
-16
1.2447477 x 10
-19
-3.659331 x 10
-

z

Y

R

– Precision asphere: 10mm diameter; uncoated S-LAH64 substrate; EFL = 8mm;
NA = 0.55; clear aperture (collimation, aspheric side = 9mm; focusing, plano side = 7.7mm).
†AL1512 – Precision asphere: 15mm diameter; uncoated S-LAH64 substrate; EFL = 12mm;
NA =0.55; clear aperture (collimation, aspheric side =13.5mm; focusing, plano side = 11.7mm).
*AL108

The index of refraction of the N-BK7 lens material (used in the lens equation) was
calculated based on the design wavelengths (Figure A.13). The transmission efficiency of the
light that was focused through the lenses was calculated based on data presented in Figure A.14.
The remaining aspheric (Thorlabs AL108 and Thorlabs AL1512) and achromatic doublet lenses
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(Thorlabs AC080-10-B and AC127-050-B) were designed using data presented in Figures A.15
through Figure A.24. An adjustable iris diaphragm (Thorlabs SM1D25) functioned as the field
stop for the receiver aperture and was located immediately behind the field lens. The aperture
diameter range was manually adjustable from 0.8 mm to 25.0 mm.

(a)

(b)

(c)

(d)

Key: Dia = Diameter; tc = Center Thickness; te = Edge Thickness; R = Radius of Curvature; H’’ = Back
Principal Plane; f = Focal Length; ff = Front Focal Length; fb = Back Focal Length; z = Sag (Surface
Profile); Y = Radial Distance from Optical Axis. Note: All figures assume Cartesian sign convention.

Figure A.12. Ray diagram for (a) bi-convex, (b) best form spherical, (c) positive achromatic
doublet, and (d) aspheric lens shapes (modified from Thorlabs 2019).
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Figure A.13. Index of refraction as a function of wavelength of light for N-BK7 lens
substrate (raw data from Thorlabs 2019).
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Figure A.14. Light transmission as a function of wavelength for uncoated N-BK7 lens
substrate (10 mm thick sample; raw data from Thorlabs 2019).
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Figure A.15. Focal length shift as a function of wavelength for uncoated AL108 lens
S-LAH64 substrate (raw data from Thorlabs).

300

Focal Length Shift [mm]

0.80

500

700

900 1100 1300 1500 1700 1900 2100 2300 2500
0.80

0.60

0.60

0.40

0.40

0.20

0.20

0.00

0.00

-0.20

Focal length shift = 0.23 mm at 1425 nm

-0.20

-0.40

-0.40

-0.60

-0.60

-0.80

-0.80

-1.00
300

500

700

-1.00
900 1100 1300 1500 1700 1900 2100 2300 2500
Wavelength, λ [nm]

Figure A.16. Focal length shift as a function of wavelength for uncoated AL1512 lens
S-LAH64 substrate (raw data from Thorlabs).
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Figure A.17. Light transmission as a function of wavelength for uncoated S-LAH64 lens
substrate (10 mm thick sample; raw data from Thorlabs).
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Figure A.18. Focal length shift as a function of wavelength for near-infrared coated
AC080-010-B lens N-LAK22/N-SF6HT substrate (raw data from Thorlabs).
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Figure A.19. Light transmission as a function of wavelength for near-infrared coated AC080010-B lens N-LAK22/N-SF6HT substrate (raw data from Thorlabs).
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Figure A.20. Focal length shift as a function of wavelength for near-infrared coated AC127025-B lens (raw data from Thorlabs).
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Figure A.21. Light transmission as a function of wavelength for near-infrared coated AC127025-B lens N-LAK22/N-SF6HT substrate (raw data from Thorlabs).
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Figure A.22. Light reflectance as a function of wavelength for broadband near-infrared antireflective coating (raw data from Thorlabs).
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Figure A.23. Light transmission and optical density as functions of wavelength for FB820-10
narrow bandpass filter (raw data from Thorlabs).
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Figure A.24. Light transmission and optical density as functions of wavelength for FB850-10
narrow bandpass filter (raw data from Thorlabs).
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APPENDIX B: SENSITIVITY TESTING AND NOISE CHARACTERIZATION
B.1. Chapter Overview
Additional testing results and supplemental data, not presented in the preceding chapters,
are provided herein. The SOLAS telescope-assisted hyperspectral receiver was tested in indoor
and outdoor environments to observe the sensitivity of measurements to several factors,
including the range to the target, spectra acquisition sample size, illumination and incidence
angles, and long-path atmospheric absorption, as presented in Sections B.2 and B.3. The signal
noise is also characterized for the aforementioned measurements and is described in Section B.4.
B.2. Sensitivity Testing of the SOLAS Hyperspectral Receiver
The SOLAS instrument receiver was tested indoors at the Engineering Research Center
(ENRC) in an indoor hallway that was approximately 120 meters in length. To determine the
effect of various factors on the measured spectra, each factors was controlled and independently
studied for comparison. The factors included range, spectra sample size, target specimen
orientation, observation and illumination incidence angles, and time periods between instrument
recalibration to study the drift in collected data. The testing was performed primarily with the
25 cm by 25 cm (625 cm2) square Spectralon® reference panel. Some of the tests were also
performed with an air-dry Ottawa sand specimen that was 25 cm in diameter (491 cm2), though
for all of the tests, the diameter of the receiver field of view was less than the diameter of the
target.
The factors that were studied are outlined in the matrices below and Table B.1 contains a
summary of the tests that were performed. The data were processed according to the procedures
outlined in Section 4.6 and Section 5.6. The resulting spectra were plotted in the reflectance as a
function of wavelength domain and are included as Figures B.1 – B.12.
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Table B.1. Summary of tests performed to study the influence of various factors on the data
measured with the SOLAS instrument hyperspectral receiver.
Acquisition
Number

Target

1
2
3
4
5
6
7
8
9
10

Spectralon
Spectralon
Spectralon
Spectralon
Ottawa Sand
Ottawa Sand
Spectralon
Spectralon
Spectralon
Ottawa Sand

20

11
12
13
14
15

Spectralon
Ottawa Sand
Ottawa Sand
Ottawa Sand
Spectralon

50

16
17

Spectralon
Spectralon

100

Range
(m)

Incidence Angle
(Degrees)

Illumination Angle
(Degrees)

35

90

Field of View
Diameter (cm)

0.64 (VNIR)
1.2 (SWIR)
20
70

35

90

90

1.6 (VNIR)
3.1 (SWIR)

70
35
70

90

3.2 (VNIR)
6.1 (SWIR)

Based on the collected spectra, the following preliminary conclusions were made. There
was no significant difference in the spectral noise between a set of 10 averaged spectra and a set
of 25 averaged spectra (the number of spectra collected is different than the number of averages
collected – an adjustable parameter in the instrument settings accessible in the data acquisition
software). The set of 10 and set of 25 averaged spectra contained similar noise, as illustrated by
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the statistical metrics included in Figure B.1. It is recommended that future data collection
campaigns continue to collect 10 spectra (to be averaged) to minimize collection time.
The illumination angle did not have a significant effect on the collected spectra. As
presented by the metric in Figure B.2, the oblique illumination condition (approx. 20-degree
incident angle) was similar in noise to the perpendicular illumination condition (approx. 90degree incident angle). Although further study on soil specimens is required, it is recommended
for future laboratory-based data collection that the specimens are illuminated directly
(perpendicular) using a full-spectrum halogen lamp. For outdoor measurements and field
campaigns, it is recommended that data be collected under high (noon) sun conditions, while
careful attention must also be paid to any shadows cast by the terrain or clouds. Solar
illumination conditions other than noon sun may also be considered, if reference calibrations are
performed routinely and after any changes in atmospheric conditions occur.
As presented in Figure B.3, the (rotational) orientation of a specimen had no significant
effect on the collected spectra. It is expected that specimens with a larger average grain size than
the Ottawa sand that was tested, would have a greater surface roughness and may therefore be
more affected by specimen orientation. An increase in the range (distance between target and
receiver) resulted in an increase in the average amplitude of the reflectance measurements for the
Ottawa sand specimen, as illustrated by Figure B.4. This finding is inconsistent with the results
collected previously. It is hypothesized that the effect was caused by a difference in the focal
spot on the specimen or a poorly calibrated measurement. Similarly, the spectra contained in
Figures B.11 and B.12 appear to be affected by poor focusing on the target. The effect of range
on measured spectra requires further study in both laboratory and field settings.
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The drift in the data collected with the instrument over periods of 15 and 30 minutes
(between reference calibrations) is presented in Figures B.5 and B.6. The drift was insignificant
for the Spectralon panel but was significant for the Ottawa sand specimen. Further study is
required. As presented in Figures B.7 and B.8, an increase in the observation angle incident on
the target (reference panel) resulted in a slight increase in the magnitude of the reflectance
spectrum. This was also observed for the Ottawa sand specimen, as presented in Figure B.10;
however, the Spectralon panel measurements should not be considered significant alone, due to
the intense scattering properties of the panel. The Ottawa sand specimen better represents the
effect of target incidence angle. As demonstrated by Figure B.9, the reference panel spectrum,
measured at a range of 100 meters, was heavily affected in the two SWIR channels (>1000 nm)
of the receiver instrument by the change in incidence angle. It is hypothesized that the spot was
not centered on the panel, causing the larger SWIR field of view to be affected while the VNIR
field of view was largely unaffected. This hypothesis is further supported by the spectra
contained in Figures B.11 and B.12.
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Figure B.1. Comparison of the effect of spectral sample size on the reflectance for the
reference panel, measured at a range of 20 meters and an incidence angle of 35 degrees.
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Figure B.2. Comparison of the effect of illumination angle (oblique = 20 degrees) on the
reflectance for the reference panel, measured at a range of 20 meters and an incidence
angle of 70 degrees.
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Figure B.3. Comparison of the effect of specimen orientation (in-plane rotation of 90
degrees) on the reflectance for an air-dry Ottawa sand specimen, measured at a range of 20
meters and an incidence angle of 35 degrees.
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Figure B.4. Comparison of the effect of range on the reflectance for an air-dry Ottawa sand
specimen, measured at an incidence angle of 35 degrees.
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Figure B.5. Comparison of the effect of idle time after calibration on the drift in data,
represented as reflectance over wavelength for the reference panel, measured at a range of
20 meters and an incidence angle of 35 degrees.
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Figure B.6. Comparison of the effect of idle time after calibration on the drift in data,
represented as reflectance over wavelength for an air-dry Ottawa sand specimen, measured
at a range of 50 meters and an incidence angle of 35 degrees.
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Figure B.7. Comparison of the effect of incidence angle on the reflectance as a function of
wavelength for the reference panel, measured at a range of 20 meters and for incidence
angles of 35 and 70 degrees.
1.2

Reflectance, R

1
0.8
0.6
0.4
0.2

Spectralon (50m, 35deg)

Spectralon (50m, 70deg)

0
400

600

800

1000

1200

1400

1600

1800

2000

2200

2400

Wavelength, λ, [nm]

Figure B.8. Comparison of the effect of incidence angle on the reflectance as a function of
wavelength for the reference panel, measured at a range of 50 meters and for incidence
angles of 35 and 70 degrees.
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Figure B.9. Comparison of the effect of incidence angle on the reflectance as a function of
wavelength for the reference panel, measured at a range of 100 meters and for incidence
angles of 35 and 70 degrees.
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Figure B.10. Comparison of the effect of incidence angle on the reflectance as a function of
wavelength for an air-dry Ottawa sand specimen, measured at a range of 20 meters and for
incidence angles of 35 and 70 degrees.
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Figure B.11. Comparison of the effect of range on the reflectance as a function of
wavelength for the reference panel, measured at an incidence angles of 35 degrees.
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Figure B.12. Comparison of the effect of range on the reflectance as a function of
wavelength for the reference panel, measured at an incidence angle of 70 degrees.
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B.3. Field Testing of the SOLAS Hyperspectral Receiver
The SOLAS instrument receiver was tested outdoors at the ENRC parking lot to
determine the influence of long-path atmospheric absorption and solar absorption features
(Fraunhofer lines) on the measurements. The tests, summarized in Table B.2, were performed
starting around 15:00 with a partially overcast sky, temperature of 10.5 °C (warming), an 11
km⋅h-1 WNW wind (slowing), humidity of 65%, and a dew point of 3.9 °C. The data were
processed according to the procedures outlined in Section 4.6 and Section 5.6.
Table B.2. Summary of tests performed to study the influence of atmospheric effects on the
data measured with the SOLAS instrument hyperspectral receiver.
Acquisition
Number

Target

Range
(m)

Incidence Angle Illumination Angle Field of View
(Degrees)
(Degrees)*
Diameter

1
2
3
4
5
6
7
8
9
10
11
12
13
14

Spectralon
Ottawa Sand
Spectralon
Coarse River Sand
Spectralon
Donna Fill (Smooth)
Spectralon
Donna Fill (Rough)
Spectralon
Bentonite
Spectralon
Kaolinite (Smooth)
Spectralon
Kaolinite (Rough)

20

30

55

15
16
17
18
19
20
21
22

Spectralon
Ottawa Sand
Coarse River Sand
Donna Fill (Smooth)
Donna Fill (Rough)
Bentonite
Kaolinite (Smooth)
Kaolinite (Rough)

20

30

50

*Approximated using Equation 5.2 in Section 5.6.
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0.64 (VNIR)
1.2 (SWIR)

0.64 (VNIR)
1.2 (SWIR)

The resulting spectra were plotted in the relative reflectance as a function of wavelength
domain and are presented as Figures B.13 – B.19. Based on the collected spectra, the following
preliminary conclusions were made. Long-path atmospheric absorption was observed, as
illustrated by the water band noise around the 1400 nm and 1900 nm wavelength regions in
Figures B.13 – B.19. The effect of range (horizontal atmospheric absorption and scattering) on
the measurements was indistinguishable from the long-path atmospheric absorption effects on
the reflectance without additional measurements.
As evidenced by Figures B.13 – B.17, each of the spectra that were referenced
immediately before a measurement returned higher reflectance values across the range of
wavelengths than the spectra that were referenced at an undefined time (1 – 10 minutes) before a
measurement. However, the shape of each of the spectra was consistent. It is hypothesized that
under more stable illumination conditions (high sun, clear skies), less frequent referencing is
necessary. The referenced spectra in Figure B.16 exceeded the theoretical maximum reflectance
of 1 for some wavelengths, indicating that a calibration error was present. It is also likely that
the illumination conditions changed between the Spectralon® panel and soil specimen
measurements, causing this error.
As illustrated in Figure B.18, the commonly accepted splice correction procedure
(Danner et al. 2015) for wavelengths below and above the 1800 nm transition between SWIR
channels may be affected by water band absorption noise, causing an erroneous offset in the
data. An alternative splice correction procedure, such as discussed by Hueni and Bialek (2017)
is recommended. Smoothing of the spectra using a Savitzky-Golay (1964) filter is recommended
to reduce spectral noise and to ease interpretation (example in Figure B.19).
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Figure B.13. Comparison of the effect of indoor and outdoor environments on the spectral
reflectance of a dry Ottawa sand specimen, measured at a range of 20 meters and an
incidence angle of 35 degrees under artificial illumination (indoors) and 30 degrees under
solar illumination (outdoors).
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Figure B.14. Comparison of the effect of Spectralon panel referencing immediately before,
or at an arbitrary time prior to measurement, on the reflectance of a dry Ottawa sand
specimen, measured at a range of 20 meters and an incidence angle of 30 degrees under
solar illumination.
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Figure B.15. Comparison of the effect of Spectralon® panel referencing immediately
before, or at an arbitrary time prior to measurement, on the reflectance of a dry Donna Fill
specimen (smooth and rough surface textures), measured at a range of 20 meters and an
incidence angle of 30 degrees under solar illumination.
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Figure B.16. Comparison of the effect of Spectralon® panel referencing immediately
before, or at an arbitrary time prior to measurement, on the reflectance of a dry kaolinite
soil specimen (smooth and rough surface textures), measured at a range of 20 meters and
an incidence angle of 30 degrees under solar illumination.
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Figure B.17. Comparison of the effect of Spectralon® panel referencing immediately
before, or at an arbitrary time prior to measurement, on the reflectance of a dry bentonite
soil specimen, measured at a range of 20 meters and an incidence angle of 30 degrees under
solar illumination (raw reflectance and relative reflectance values presented).
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Figure B.18. Comparison of the spectra presented in Figure B.17 with the same spectra
after a conventional splice correction procedure was applied.
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Figure B.19. Comparison of the bentonite spectrum presented in Figures 5 and 6 with the
same spectrum after least-squares fit (Savitzky-Golay filter) smoothing.

B.4. Noise Characterization of the SOLAS Hyperspectral Receiver
The SOLAS instrument receiver was tested in laboratory and field settings to determine
the characteristic noise. The Spectralon white reference panel was used as the target, because of
the Lambertian properties (100% reflectance) of the panel across the entire 350 – 2500 nm
spectrum. Table B.3 contains a typical summary of statistics comparing each of the three
instrument detectors. The SWIR 1 range was the most stable, but also contained the greatest
noise-equivalent-radiance (NEdL) value. In addition to the typical values provided in Table B.3,
a plot of the NEdL, as a function of wavelength (after ASD 1999), is presented as Figure B.20.
The NEdL was also used to derive the signal-to-noise ratio (SNR) across the range of
wavelengths for typical, proximal laboratory measurements, as presented in Figure B.21, for
remote measurements performed indoors, as presented in Figure B.22, and for remote
163

measurements performed outdoors, as presented in Figure B.23. A comparison between typical
indoor and outdoor SNR is presented in Figure B.24.
According to Hueni and Bialek (2017), the observed noise for the FieldSpec 4
spectroradiometer is caused by changes in ambient temperature and at-sensor radiance levels.
The noise is greatest at the edges of the detector ranges; often resulting in radiometric ‘jumps’
between the detectors. The noise is greatest at the far edges of the instrument range near 350 nm
and 2500 nm. Fluctuations in ambient temperature of 5 °C typically require the instrument to
reach internal thermal equilibrium. The noise induced by ambient temperature fluctuations is
minimized after a 1-hour warmup period. Based on the conclusions of Hueni and Bialek (2017),
radiance mode data collections allow for parabolic corrections in post-processing before
calculating reflectance values. Corrections applied directly to the reflectance data, such as
presented in Danner et al. (2015), do not fully address the thermal noise.

Table B.3. Statistical noise metrics for a typical hyperspectral baseline measurement
(Salazar and Coffman 2019).
Statistical Metric
(Reflectance Units)
Mean
Variance
Sum of Squares of Deviations
Standard Deviation
Noise-Equivalent-Radiance
(W⋅cm-2⋅nm-1⋅sr-1) †

VNIR Range*
(350 – 1000 nm)

SWIR 1 Range
(1001 – 1800 nm)

SWIR 2 Range*
(1801 – 2500 nm)

1.00
1.11 x 10-3
7.07 x 10-1
3.34 x 10-2

1.01
2.00 x 10-4
1.60 x 10-1
1.41 x 10-2

0.976
4.10 x 10-3
2.83
6.40 x 10-2

9.2 x 10-10

1.7 x 10-9

7.5 x 10-10

*Erroneous reflectance values greater than 1.2 at the near (350 nm) and far (2500 nm) edges of the
wavelength range were excluded from the statistical summary (approximately 1% of the 2151 individual
wavelength bands). †Values for the midpoint of each wavelength range.
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Figure B.20. Noise-equivalent-radiance as a function of wavelength across the three
detector ranges of the ASD FieldSpec 4 Hi-Res spectroradiometer (SN 18304).
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Figure B.21. Signal-to-noise ratio as a function of wavelength for proximal measurements
performed in the laboratory.
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Figure B.22. Signal-to-noise ratio as a function of wavelength for telescope-assisted
measurements performed in an indoor environment (20-m range and 35-degree incidence
angle, compared with 100-m range and 70-degree incidence angle).
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Figure B.23. Signal-to-noise ratio as a function of wavelength for telescope-assisted
measurements performed in an outdoor environment (20-meter range, 30-degree incidence
angle, partially overcast sky, 10.5 °C air temperature, 65% humidity).
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Figure B.24. Comparison of signal-to-noise ratios for telescope-assisted measurements
performed in indoor and outdoor environments (data presented in Figures B.22 and B.23).
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